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August 08, 2015
CASE NARRATIVE

This data package (SDG ID: 15070436) consists of 7 water samples received on 07/17/2015. The samples are from
Project Name: HUDSON RIVER RAMP.

This sample delivery group consists of the following samples:

Lab Sample ID Client ID Collection Date

AS18326 FRS-BAFA-T150716143451 07/16/2015 13:35
AS18327 FRS-FDBL-T150716143818 07/16/2015 13:29
AS18328 FRS-ROIS-T150716143631 07/16/2015 14:10
AS18329 NRS-162.90-T150716080224 07/16/2015 06:00
AS18330 NRS-186.00-T150716080307 07/16/2015 06:00
AS18331 NRS-187.70-T150716080349 07/16/2015 06:00
AS18332 NRS-190.00-T150716143158 07/16/2015 14:32

Sample Delivery and Receipt Conditions

(1.) Lab provided sample pickup service on 07/17/2015.
(2.) All samples were received at the laboratory intact and within holding times.
(3.) All samples were received at the laboratory properly preserved, if applicable.

(4.) Note: Analysis for Total PCBs by Green Bay Method will be provided in a separate data package.

PCB Aroclor Analysis

Analysis for PCB Aroclors was performed by NE273 (Quick TAT Aroclor Method). The following technical and
administrative items were noted for the analysis:

(1.) The concentration results for Aroclor 1242 were flagged (AD) to denote that an altered Aroclor pattern was
observed. Please see Form 1 for details.

(2.) The concentration result for Aroclor 1221 was flagged (PB) to denote that Aroclor 1221 is being used to
quantify an altered Aroclor pattern. Actual Aroclor 1221 was not presumed to be present in the sample(s). Please
see associated Form 1 for details.

(3.) Sample (LAB ID: AS18332) was re-analyzed due to chromatographic interference from a non-target
contaminant pattern originated from the sample injection. Results for the re-analysis are provided with RR1 sample
ID suffix.

Total Suspended Solids by SM 2540D

Analysis for Total Suspended Solids (TSS) was performed by SM 2540D. The following technical and
administrative items were noted for the analysis:

(1.) The percent recovery for the laboratory control spike duplicate (LAB ID: AS19328LCD) was outside quality
acceptance limits. Please see associated from 3 for details.

S:\Lims Data\1507\15070436\Package\CN_15070436_Rev00.doc
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(2.) The relative percent difference between the laboratory control spike sample and the laboratory control spike
duplicate sample (LAB ID: AS1928LCD) was outside quality acceptance limits. Please see associated from 3 for
details.

Respectfully submitted,

Vihr

William A. Kotas
Assistant General Manager

S:\Lims Data\1507\15070436\Package\CN_15070436_Rev00.doc
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Definitions

B - Denotes analyte observed in associated method blank or extraction blank. Analyte concentration
should be considered as estimated.

D - Surrogate was diluted. The analysis of the sample required a dilution such that the surrogate
concentration was diluted outside the laboratory acceptance criteria.

E - Denotes analyte concentration exceeded calibration range of instrument. Sample could not be
reanalyzed at secondary dilution due to insufficient sample amount, quick turn-around request, sample
matrix interference or hold time excursion. Concentration result should be considered as estimated. 2

J - Denotes an estimated concentration. The concentration result is greater than or equal to the Method
Detection Limit (MDL) but less than the Practical Quantitation Limit (PQL).

MDL - Adjusted Method Detection Limit.

P - Indicates relative percent difference (RPD) between primary and secondary gas chromatograph (GC)
column analysis exceeds 40 % or indicates percent difference (PD) between primary and secondary gas
chromatograph (GC) column analysis exceeds 25 %.

PQL - Practical Quantitation Limit. PQLs are adjusted for sample weight/volume and dilution factors.

RL - Reporting Limit Denotes lowest analyte concentration reportable for the sample based on regulatory
or project specific limits.

U - Denotes analyte not detected at concentration greater than the Practical Quantitation Limit (PQL) or
the Reporting Limit (RL) or the Method Detection Limit (MDL) as applicable.

Z - Chromatographic interference due to polychlorinated biphenyl (PCB) co-elution.

* - Value not within control limits.

FNYQO33-rev.00 (10July2015)

Pace Analytical Services, Inc. August 08,2015 15070436 - Page 8 of 176



SAMPLE CHAIN OF CUSTODY
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<15070436P1>

ANCHOR
EA s ENVIRONMENTAL SAMPLE CHAIN OF CUSTODY €oC ID: coc15071614s4o1PACE
Q' e S W
Sample Custodian IIIIINHMIHIIIIHI 1l
365 West Grand Avenue Montvale. NJ 07645 Ph: 201-938-9890 . . . . . .
Client: General Electric Company Project: Hudson River Remedial Action Monitoring Program - Resuspension Monitoring Lab:
-~
£
-
o -1
3 * - g
2 1. |8 23
coc 21| :
Sample Ey Date 212 |7 g
Number Field Sample ID QA/QC ¥ Collected | & & |3 TEST REQUESTED MS |MSD| LD ® Preservativj
; s ——————————————————_—————————————" o e e — ——————ots —
‘ 001 FRS-BAFA-T150716143451 ENV | W 071672015 1335 Wi 3
e o ) To{éwl Suspended Solids SM zéZHD"" T UN. N | N | 168  4degC
o ) o o R ~_CSsPcBs NE294_02
i 002 FRS-FDBL-T150716143818 " FDBL | W | 07/16/2015 13:29 l w ( 2 - .
| 003 FRS-ROIS-T150716143631  ENV | W 07/16/2015 | 14:10 l w l 3 |
' i T T " Total Suspended Solids ,SM 2540D
- - ——— — — SO p— PR g = E—— — CS PCBS
| 004 NRS-162.90-T150716080224 ENV W 07/16/2015 = 06:00 l w { 3 f
T ) Tota| Suspended Sollds '
e e ) » “Aroclor Water
| 005 NRS-186.00-T150716080307 ENV | W 07[16/2015 os 00 1 w l 3 : -
L : L -
Total Suspended Solids
— — - Araclor Water
| 006  NRS-187.70-T150716080349 ENV | W 07/16/2015 | 06:00 { w] 3 l -
i i !
‘ "Total Suspended Solids | SM 2540D Ni N N | 72  4degC
- ) B _ Aroclor Water NE273_04 '
NRS-190.00-T150716143158 | ENV :
i

o007

CS PCBs NE294_02

168

4degC

Aroclor Water INE273_04

168

4degC

Comme:f: 'Tem\)(QB %0\3‘* 53)7,} QOCﬁQC& (\)

Date Pﬂnted 7/ 1 6/201 5

Pace Analytical Services, Inc.

* S SEDIMENT W WATER PW PORE WATER

**W TotaI/WhoIe D= Dlssolved R Resndue,S Sed|ment
August 08, 2015

by e " Received by:
ign / Signa Eﬁ%]‘c/ B:gn;nﬁ; % Stgvz;rfﬁ (\i z F IS&gnature i
Print Name}) (ch.,\e PriW v & e Cer o Prmt% . (ﬂ///“& Pnnyua?ﬁ \ M A .\ N #print Name Print Name
iCompany l/q Q Company / el = icompany /A & Com;any ’PACF iCompany Company
pate/Time "/ / i?// )% |patesTime ?/) ?// ) Date/Timé ?/ / 7// é// 4G |oaterrime q\\}\\g 1\’ \.\‘5 |Date/rme et 20 T8

Page 10f1
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Sample Condition Upon Receipt

<15070436P2>

(0

)

CLIENT NAME: @E

prosecr_HipPRD RGER

COURIER: FedEx O UPS Client o Paceyg> Othero Lo
TRACKING # CUSTODY SEAL PRESENT: Yes S No o INTACT: Yesyzp No DO N/A O
PACKING MATERIAL: Bubble Wrap o Bubble Bags o Noneso Othero ICE USED: Wet S Blue o None O
THERMOMETER USED: #1643 IRGun 03 o #122087967 O COOLER TEMPERATURE (*¢): 4.0, 3.3, 3.3, 2. %
BIOLOGICAL TISSUE IS FROZEN: Yes O No DO N/A® Temp should be above freezing to 6°C
COMMENTS: Temperature is Acceptable? @Yes ONo
Chain of Custody Present: $es ONo 1.
Chain of Custody Filled Out: $es ONo 2.
Chain of Custody Relinquished: Bexes OINo 3.
Sampler Name / Signature on COC: Tdves CINo 4,
Samples Arrived within Hold Time: Oives ONo 5.
Short Hold Time Analysis (<72hr}): DOlYes BNo 6.
Rush Turn Around Time Requested: SE¥ves e 7. A2 4. \wecX
Sufficient Volume: Wves ONo 8.
Correct Containers Used: s CINo 9.
- Pace Containers Used: NSes ONo
Containers Intact: Sres CINo 10.
ittered-voltmereceive A 11
Sample Labels match COC: ves CNo 12.
- Includes date/time/iD/Analysis
All containers needing preservation have been  OYes CINo RIN/A 13.
checked:
All containers needing preservation are in OYes ONe Uana
compliance with EPA recommendation: Initial when
- Exceptions that are not checked: TOC, VOA, Subcontract Analyses completed: |\j {4 Lot # of added preservative: Nik
Headspace in VOA Vials (>6mm): OlYes CINo A 14.
Trip Blank Present: OlYes ONo Enva 15.
Trip Blank Custody Seals Presen;: Olves Ono =
Pace Trip Blank Lot #: N iﬁr

sample Receipt form filled in: XAC 3\13]15

Pace Analytical Services, Inc.

Line-Out {Includes Copying Shipping Documents and verifying sample pH):
Log In (Includes notifying PM of any discrepacies and documenting in LIMS):
Labeling (Includes Scanning Bottles and entering LAB IDs into pH logbook):

Document Controlﬁx:ﬁlgﬁ—sctﬂ%t}—é%vlgo {15July2015)

Khc Hirls
KAC a(lalis
e 3\a\is
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ace Analytical”

SAMPLE RECEIPT REPORT

15070436

Pace Analytical Services, Inc.
2190 Technology Drive
Schenectady, NY 12308
Phone: 518.346.4592
Fax:518.381.6055

( CLIENT: GENERAL ELECTRIC COMPANY
PROJECT: HUDSON RIVER RAMP
LRF: 15070436
REPORT: DATA PACKAGE
EDD: YES
LRF TAT: 7 DAYS

\

\ngCEIVED DATE: 07/17/2015 11:48

SHIPPING ID:

NUMBER OF COOLERS: 4
CUSTODY SEAL INTACT: YES
COOLER STATUS: CHILLED
TEMPERATURE(S): %30,3.7,3.3,2.7 °C

AN

SHIPPED VIA: PICKUP  "SAMPLES PRESERVED PER METHOD GUIDANCE: YES

SAMPLE SEALS INTACT: NA\

3 SAMPLES REC'D IN HOLDTIME: YES
DISPOSAL: RETURN TO CLIENT
COC DISCREPANCY: NO

J

(COMMENTS:
N\
4+ DATE-TIME TEST QC
TAT-DUE Date
CLIENT ID (LAB ID) SAMPLED MATRIX METHOD DESCRIPTION REQUES
FRS-BAFA-T150716143451 (AS18326) 7 DAYS 07-24-15 07/16/2015 13:35 Water SM 2540 D-97,-11 Total Suspended Solids

7DAYS 07-24-15

07/16/2015 13:35 Water SOP NE294 02

Congener PCB (8L CSGB 410)

FRS-FDBL-T150716143818 (AS18327) 7 DAYS 07-24-15

07/16/2015 13:29 Water SOP NE294 02

Congener PCB (8L CSGB 410)

FRS-ROIS-T150716143631 (AS18328) 7 DAYS 07-24-15

7DAYS 07-24-15

07/16/2015 14:10 Water
07/16/2015 14:10 Water

SM 2540 D-97,-11
SOP NE294_02

Total Suspended Solids
Congener PCB (8L CSGB 410)

NRS-162.90-T150716080224 (AS18329) 7 DAYS 07-24-15

7DAYS 07-24-15

07/16/2015 06:00 Water NE273
07/16/2015 06:00 Water SM 2540 D-97.-11

PCB Analysis
Total Suspended Solids

7DAYS 07-24-15
7DAYS 07-24-15

NRS-186.00-T150716080307 (AS18330)

07/16/2015 06:00 Water NE273
07/16/2015 06:00 Water SM 2540 D-97,-11

PCB Analysis
Total Suspended Solids

NRS-187.70-T150716080349 (AS18331) 7 DAYS 07-24-15

7DAYS 07-24-15

07/16/2015 06:00 Water NE273
07/16/2015 06:00 Water SM 2540 D-97,-11

PCB Analysis
Total Suspended Solids

NRS-190.00-T150716143158 (AS18332) 7 DAYS 07-24-15
7DAYS 07-24-15

7DAYS 07-24-15

07/16/2015 14:32 Water NE273
07/16/2015 14:32 Water SM 2540 D-97,-11
07/16/2015 14:32 Water SOP NE294 02

PCB Analysis
Total Suspended Solids
Congener PCB (8L CSGB 410)

IThe pH preservation check of Oil and Grease (Method 1664) and Total Organic Carbon (Method 5310B) are performed as soon as possible after sample receipt and may not be included in this report.
2The pH preservation check of aqueous volatile samples is not performed until after the analysis of the sample to maintain zero headspace and is not included in this report.
Samples received for pH analysis are not marked as a hold time exceedance here. SW-846 methods suggests analysis to be done within 15 minutes of sample collection. Because of transportation time it
418 not possible for the laboratory to perform the test in that time. Sample Certificates of Analysis reports are noted as such.
Samples arriving at the laboratory after 4:00 pm are assigned a due date as if they arrived the following business day unless other arrangements have been made.
The due date represents the date the lab report is expected to be completed on or before 5:00 pm (EST) for the date specified.
SAll samples which require thermal preservation shall be considered acceptable when received greater than 6 degrees Celsius if they are collected on the same day as received and there is evidence
that the chilling process has begun, such as arrival on ice.Control limits are between 0-6 Degrees Celsius. Control limits do not apply for metals analysis.

6Samples requesting analysis for Orthophosphate (SM 4500-P E-99,-11) require the samples to be filtered in the field within 15 minutes of the sampling event. Samples that are received unfiltered will

be noted as not method compliant on the Certificates of Analysis.

Reporting Parameters and Lists

NE273 - PCB Analysis - (ug/L)
Aroclor 1016
Aroclor 1221
Aroclor 1232
Aroclor 1242
Aroclor 1248
Aroclor 1254
Aroclor 1260
Total PCB Amount > RL

SM 2540 D-97,-11 - Total Suspended Solids - (mg/L)
Total Suspended Solids

This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc.

SOP NE294 02 - Congener PCB (8L CSGB 410) - (ng/L)

NONACHLOROBIPHENYL
Peak 10
Peak 100
Peak 101
Peak 102
Peak 103
Peak 104
Peak 105
Peak 106
Peak 107
Peak 108
Peak 109
Peak 11
Peak 110
Peak 111

SOP NE294 02 - Congener PCB (8L CSGB 410) - (ng/L)

Peak 112
Peak 113
Peak 114
Peak 115
Peak 116
Peak 117
Peak 118
Peak 12
Peak 13
Peak 14
Peak 15
Peak 16
Peak 17
Peak 19
Peak 2

Page 1 of 2

2190 Technology Drive Schenectady, NY 12308 Phone 518.346.4592 Fax 518.381.6055

Pace Analytical Services, Inc.

August 08,2015
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SAMPLE RECEIPT REPORT Pace Analytical Services, Inc.

2190 Technology Drive

Schenectady, NY 12308
15070436 Phone: 518.346.4592

Fax:518.381.6055

ace Analytical”

Continued...
SOP NE294 02 - Congener PCB (8L CSGB 410) - (ng/L) SOP NE294 02 - Congener PCB (8L CSGB 410) - (ng/L)

Peak 20 Peak 77
Peak 21 Peak 78
Peak 22 Peak 79
Peak 23 Peak 8
Peak 24 Peak 80
Peak 25 Peak 82
Peak 26 Peak 83
Peak 27 Peak 84
Peak 28 Peak 85
Peak 29 Peak 87
Peak 3 Peak 88
Peak 30 Peak 89
Peak 31 Peak 9
Peak 32 Peak 90
Peak 33 Peak 91
Peak 34 Peak 92
Peak 35 Peak 93
Peak 36 Peak 94
Peak 37 Peak 95
Peak 38 Peak 96
Peak 39 Peak 98
Peak 4 Peak 99
Peak 41 Total PCB
Peak 42

Peak 43

Peak 44

Peak 45

Peak 46

Peak 47

Peak 48

Peak 49

Peak 5 (10)

Peak 5 (4)

Peak 50

Peak 51

Peak 52

Peak 53

Peak 54

Peak 55

Peak 56

Peak 57

Peak 58

Peak 59

Peak 6

Peak 60

Peak 61

Peak 62

Peak 63

Peak 64

Peak 65

Peak 66

Peak 67

Peak 68

Peak 69

Peak 7

Peak 70

Peak 71

Peak 72

Peak 73

Peak 74

Peak 75

Peak 76

This report may not be reproduced except in full, without the written approval of Pace Analytical Services, Inc. Page 2 of 2
2190 Technology Drive Schenectady, NY 12308 Phone 518.346.4592 Fax 518.381.6055
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INTERNAL SAMPLE TRACKING RECORD
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PCB EXTRACTION LOG

Analytical
. Initial for required Clean Up Steps
Prep Date: 07/20/15 Batch ID: 31495 Method: EPA 3535A KEN EN | KN
b LAB Alt Analvsi Percent | Sample |[Extract|Extract |Extract |Extract 'Zitlz 3;‘: F?:rtiZiI Dglt‘e Final [ pate
re nalysis Extract . . . . Ext.
IDp Sample ID | Sample ID Matrix PH Requ)i,red Typxerlaljnit Total | Amount| Time | Time | Time | Time (Gjcaned|Cleaned| Shake | Shake | Vol | €On¢ Comments
Solids |(g or mL)[{On-1|Off-1|On-2 |Off-2 (MwDD) |(MM/DD) |(MM/DD){(MM/DD) (mL) (MM/DD)
1 314059 PBLK-94 AS188578B Water 5 |EPCBW SPE-1L N/A 1000 NA | NA NA NA | 0720 | NA |o0720|0720 | 5 | 07120
2 [314058 LCS-94 AS18857L Water 5 |EPCBW SPE-1L N/A 1000 NA | NA NA NA | 0720 | NA |o0720|0720 | 5 | 07120
3 [314085|  15070479-01 AS18857 Water 5 |EPCBW SPE-1L N/A 1000 NA | NA NA NA | 0720 | NA |o0720|0720 | 5 | 07120
4 |314056|  15070479-02 AS18858 Water 5 |EPCBW SPE-1L N/A 1070 NA | NA NA NA | 0720 | NA |o0720|0720 | 5 | 07120
5 [314057|  15070436-07 AS18332 Water 5 |EPCBW SPE-1L N/A 1050 NA | NA NA NA | 0720 | NA |o0720|0720 | 5 | 07120
Solvent, Surrogate, Spike, and Acid Information
Item Lot Number Amount (uL) Conc (ug/mL) B|LILDIS|D|M|K
Methanol (Fisher) 142425 NA MIMM[OM[O[O]0O
Sulfuric Acid 50% v/v(18 N)H20 LAB 5030267 NA MIMMOM[O[O[0O
Dichloromethane DM309 NA M(M|OM[O[O][0O
A1242 @ 0.5 PPM SPIKE IN ACETONE 040215B038P177B1-2 500 0.5ppm O[O O[OlOO
Speedisk 0000097146 NA MIM{OM[O[0O[0
Copper Granules CURRENT 410121-AZ NA M(M|OM[O[0O][0
10 % Florisil WATER LAB (CURRENT) 0601158082A NA MM[OM[O|O|d
0.05PPM TCMX/0.5PPM DCBP in Acetone 061715B039P091A1-10 500 0.05/0.5 MIMOMOIO]0
Acetone (Dewar) DM609B NA MMM[OM[O[O[0O
Hexane (Dewar) DM942A NA MIMIOM[O[O[0O

7 A2 ~ Print Date: 8/8/2015

(& Lims Version : 5.0.8.9

Analyst Review: Peer Review:
Cathy Chen Kaitlyn Nedo

Pace Analytical Services, Inc. August 08,2015 15070436 - Page 16 of 176



PCB EXTRACTION LOG

Analytical
. Initial for required Clean Up Steps
Prep Date: 07/17/15 Batch ID: 31462 Method: EPA 3535A KEN KEN | KEN
b LAB Alt Analvsi Percent | Sample |[Extract|Extract |Extract |Extract 'Zitlz 3;‘: F?:rtiZiI Dglt‘e Final [ pate
re nalysis Extract . . . . Ext.
D Sample ID | Sample ID Matrix pH Requ)i'red Ty:er,aﬁnit Total |Amount| Time | Time | Time | Time (|caned|Cleaned| Shake | Shake | Vol | €°N¢ Comments
Solids |(gormL)[On-1]|Off-1(On-2|Off-2 [(vm/DD) |(MM/DD) [(MM/DD)|(MM/DD) (mL) (MM/DD)
1 313672 PBLK-66 AS18322B Water 5 |EPCBW SPE-1L N/A 1000 NA | NA NA NA | 0717 | NA o717 o717 | 5 | o717
2 |313671 LCS-66 AS18322L Water 5 |EPCBW SPE-1L N/A 1000 NA | NA NA NA | 0717 | NA o717 o7 | 5 | o717
3 [313669|  15070434-01 AS18322 Water 5 |EPCBW SPE-1L N/A 940 NA | NA NA NA | 0717 | NA o717 |07 | 5 | o717
4 |313670|  15070434-02 AS18323 Water 5 |EPCBW SPE-1L N/A 1060 NA | NA NA NA | 0717 | NA o717 |07 | 5 | o717
5 [313673|  15070436-04 AS18329 Water 5 |EPCBW SPE-1L N/A 1000 NA | NA NA NA | 0717 | NA o717 |07 | 5 | o717
6 |313674|  15070436-05 AS18330 Water 5 |EPCBW SPE-1L N/A 1020 NA | NA NA NA | 0717 | NA o717 |07 | 5 | o717
7 [313675|  15070436-06 AS18331 Water 5 |EPCBW SPE-1L N/A 1040 NA | NA NA NA | 0717 | NA o717 |07 | 5 | o717
Solvent, Surrogate, Spike, and Acid Information
Item Lot Number Amount (uL) Conc (ug/mL) B|LILDIS|D|M|K
Methanol (Fisher) 142425 NA MIMM[OM[O[O]0O
Sulfuric Acid 50% v/v(18 N)H20 LAB 5030267 NA MIMOM[O[O[0O
Dichloromethane DM309 NA M(M|OM[O[O][0O
A1242 @ 0.5 PPM SPIKE IN ACETONE 040215B038P177B1-2 500 0.5ppm O[O O[OlOO
Speedisk 0000097146 NA MIMM{OM[O[0O[0
Copper Granules CURRENT 410121-AZ NA M(M|OM[O[0O][0
10 % Florisil WATER LAB (CURRENT) 0601158082A NA MiM[OM[O|O|Od
0.05PPM TCMX/0.5PPM DCBP in Acetone 061715B039P091A1-10 500 0.05/0.5 MIMOMOIO]0
Hexane (Dewar) DM576D NA MIMIOM[O[O[O
Acetone (Dewar) DM609B NA MIMMOM[O[O[0O

W QZ/WQ(M w Print Date: 8/8/2015
Peer Review: Lims Version : 5.0.8.9

Jessica Ramdass Tom Herold

Analyst Review:

Pace Analytical Services, Inc. August 08,2015 15070436 -Page 17 of 176



PCB SCREEN SHEET

LRF: 15070436 Batch 1D:31495
. . Wet Set I . A .
Lab File Matrix Prep Weight |Volume Screen | Screen | Bench Dilution Final Dilution Dilution
Sample ID ID Date Dilution Result | Dilution Sequence Multiplier Analyst Solvent
(g ormL)| (mL)
AS18857B GC28F-1679-19 Water 07/20/15 1000 5 NA NA 1 NA 5x Michael Abrahamson NA
AS18857L GC28F-1679-20 Water 07/20/15 1000 5 NA NA 1 NA 5x Michael Abrahamson NA
AS18857 GC28F-1679-21 Water 07/20/15 1000 5 NA NA 1 NA 5x Michael Abrahamson NA
AS18858 GC28F-1679-22 Water 07/20/15 1070 5 NA NA 1 NA 5x Michael Abrahamson NA
AS18332RR1 GC28F-1679-24 Water 07/20/15 1050 5 NA NA 1 NA 5x Michael Abrahamson NA
COMMENTS:
Print Date: 8/8/2015
Page 1 Of 1 Lims Version : 5.0.8.9

_EXT-INJSHEET_NL; Rev 00; 09.29.2010; EXTRACTION
Pace Analytical Services, Inc. August 08,2015 15070436 - Page 18 of 176



LRF: 15070436

PCB SCREEN SHEET

Batch 1D:31462

Wet Set S . o .
Lab File Matrix Prep Weight |Volume Screen | Screen | Bench Dilution Final Dilution Dilution
Sample ID ID Date Dilution | Result | Dilution Sequence Multiplier Analyst Solvent
(g ormL)| (mL)
AS18322B GC28F-1676-10 Water 07/17/15 1000 5 NA NA 1 NA 5x Jonathan Stephan NA
AS18322L GC28F-1676-11 Water 07/17/15 1000 5 NA NA 1 NA 5x Jonathan Stephan NA
AS18322RR1 GC28F-1676-19 Water 07/17/15 940 5 NA NA 1 NA 5x Jonathan Stephan NA
AS18323 GC28F-1676-13 Water 07/17/15 1060 5 NA NA 1 NA 5x Jonathan Stephan NA
AS18329 GC28F-1676-14 Water 07/17/15 1000 5 NA NA 1 NA 5x Jonathan Stephan NA
AS18330 GC28F-1676-15 Water 07/17/15 1020 5 NA NA 1 NA 5x Jonathan Stephan NA
AS18331 GC28F-1676-16 Water 07/17/15 1040 5 NA NA 1 NA 5x Jonathan Stephan NA
COMMENTS:
Print Date: 8/8/2015
Page 1 Of 1 Lims Version : 5.0.8.9

Pace Analytical Services, Inc.

August 08,2015

_EXT-INJSHEET_NL; Rev 00; 09.29.2010; EXTRACTION

15070436 - Page 19 of 176




SURROGATE % RECOVERY SUMMARY
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2E-1
PCB SURROGATE RECOVERY

Laboratory Name: Pace Analytical Services, Inc. SDG: 15070436
ELAP ID No: 11078

GC Column (1):  Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 ym

GC Column (2):  na

LAB LAB s(lé'zm S('é'zﬁf OTHER | OTHER | TOTAL
LRF ID SAMPLE ID FILE ID °% REC #| %REC # (1) (2) ouT

PBLK-66 AS18322B GC28F-1676-10 | 80.8 108 0
PBLK-94 AS18857B GC28F-1679-19 ( 78.9 107 0
LCS-66 AS18322L GC28F-1676-11 | 77.8 103 0
LCS-94 AS18857L GC28F-1679-20 | 73.6 103 0
15070436-04 AS18329 GC28F-1676-14 | 83.9 90.9 0
15070436-05 AS18330 GC28F-1676-15| 86.9 90.3 0
15070436-06 AS18331 GC28F-1676-16 | 81.9 94.3 0
15070436-07RR1 AS18332RR1 GC28F-1679-24 | 94.8 90.3 0

# Column to be used to flag recovery values

* Values outside of QC limits

D Surrogate diluted out

Advisory QC Limits.
SURR1 = TETRACHLORO-META-XYLENE (70.0-130)
SURR2 = DECACHLOROBIPHENYL (70.0-130)
Form II-CLP-PCB(PACE) Print Date: 8/8/2015

Lims Version : 5.0.8.9
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LABORATORY CONTROL SPIKE SUMMARY
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3F-2
LABORATORY CONTROL SPIKE (LCS) RECOVERY

Laboratory Name: Pace Analytical Services, Inc.

ELAP ID No: 11078 SDG No: 15070436
LCS Lab ID: LCS-66 Blank Sample ID: PBLK-66
LCS File ID: GC28F-1676-11 Method Blank File ID: GC28F-1676-10
LCS Inj Date: 07/17/2015 16:17:43 Method Blank Inj Date: 07/17/2015 16:04:19
LCS ID: AS18322L Method Blank ID: AS18322B
LCS Matrix: Water Method Blank Matrix: Water
SPIKE LCS LCS QC LIMITS
COMPOUND ADDED CONCENTRATION PERCENT PERCENT
(ug/L) (ug/L) RECOVERY # RECOVERY
Aroclor 1242 0.250 0.222 89.0 70.0-130

# Column to be used to flag recovery values
* Values outside of QC limits
'QC Limits based upon laboratory defaults.

Spike Recovery: 0 out of 1 outside limits.

COMMENTS:

Form IlI-CLP-PCB (PACE) Lims Version : 5.0.8.9
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3F-2
LABORATORY CONTROL SPIKE (LCS) RECOVERY

Laboratory Name: Pace Analytical Services, Inc.

ELAP ID No: 11078 SDG No: 15070436
LCS Lab ID: LCS-94 Blank Sample ID: PBLK-94
LCS File ID: GC28F-1679-20 Method Blank File ID: GC28F-1679-19
LCS Inj Date: 07/20/2015 15:46:49 Method Blank Inj Date: 07/20/2015 15:32:58
LCS ID: AS18857L Method Blank ID: AS18857B
LCS Matrix: Water Method Blank Matrix: Water
SPIKE LCS LCS QC LIMITS
COMPOUND ADDED CONCENTRATION PERCENT PERCENT
(ug/L) (ug/L) RECOVERY # RECOVERY
Aroclor 1242 0.250 0.206 82.4 70.0-130

# Column to be used to flag recovery values
* Values outside of QC limits
'QC Limits based upon laboratory defaults.

Spike Recovery: 0 out of 1 outside limits.

COMMENTS:

Form IlI-CLP-PCB (PACE) Lims Version : 5.0.8.9
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METHOD BLANK SUMMARY
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4C-1
PCB METHOD BLANK SUMMARY

Laboratory Name:  Pace Analytical Services, Inc. SDG No: 15070436

ELAP ID No: 11078 Blank Sample ID: PBLK-66

Matrix: Water Method Blank ID: AS18322B

Instrument ID: GC28F Lab File ID: GC28F-1676-10

Extraction Type: 1L - Solid Phase Extraction Date Extracted: 07/17/2015

GC Column (1):  Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 pm Date Analyzed: 07/17/2015
Time Analyzed: 16:04:19

THIS METHOD BLANK APPLIES TO THE FOLLOWING SAMPLES AND QC:

CLIENT LAB LAB DATE / TIME

SAMPLE ID SAMPLE ID FILE ID ANALYZED

LCS-66(LAB CONTROL SPIKE) AS18322L GC28F-1676-11 07/17/2015 16:17:43
NRS-162.90-T150716080224 AS18329 GC28F-1676-14 07/17/2015 16:59:08
NRS-186.00-T150716080307 AS18330 GC28F-1676-15 07/17/2015 17:12:47
NRS-187.70-T150716080349 AS18331 GC28F-1676-16 07/17/2015 17:26:45

FORM IV-CLP-PCB(PACE)

Print date: 8/8/2015
Lims Version : 5.0.8.9
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4C-1
PCB METHOD BLANK SUMMARY

Laboratory Name:  Pace Analytical Services, Inc. SDG No: 15070436

ELAP ID No: 11078 Blank Sample ID: PBLK-94

Matrix: Water Method Blank ID: AS18857B

Instrument ID: GC28F Lab File ID: GC28F-1679-19

Extraction Type: 1L - Solid Phase Extraction Date Extracted: 07/20/2015

GC Column (1):  Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 pm Date Analyzed: 07/20/2015
Time Analyzed: 15:32:58

THIS METHOD BLANK APPLIES TO THE FOLLOWING SAMPLES AND QC:

CLIENT LAB LAB DATE / TIME

SAMPLE ID SAMPLE ID FILE ID ANALYZED

LCS-94(LAB CONTROL SPIKE) AS18857L GC28F-1679-20 07/20/2015 15:46:49
NRS-190.00-T150716143158 AS18332RR1 GC28F-1679-24 07/20/2015 16:42:31

FORM IV-CLP-PCB(PACE)

Print date: 8/8/2015
Lims Version : 5.0.8.9
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1D-1
PCB ANALYSIS DATA SHEET

Laboratory Name: Pace Analytical Services, Inc. SDG No: 15070436
ELAP ID No: 11078 LRF ID: 15070436-04
Matrix: Water Client ID: NRS-162.90-T150716080224
Sample wt(Dry)/vol: 1000 mL Lab Sample ID: AS18329
Percent Moisture: 100 Lab File ID: GC28F-1676-14
Extraction: 1L - Solid Phase Extraction Date Received: 07/17/2015
Conc. Extract Volume: NA Date Extracted: 07/17/2015
Injection Volume: 1.0 uL Date Analyzed: 07/17/2015
Method: NE273 (Quick TAT Aroclor Method) Dilution Factor: 1
GC Column:Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 ym Sulfur C|eanup: YES
CONCENTRATION

CAS NO COMPOUND NAME UG/L Q
12674-11-2 Aroclor 1016 0.0250 U
11104-28-2 Aroclor 1221 0.0372 PB
11141-16-5 Aroclor 1232 0.0250 U
53469-21-9 Aroclor 1242 0.0250 U
12672-29-6 Aroclor 1248 0.0250 U
11097-69-1 Aroclor 1254 0.0250 U
11096-82-5 Aroclor 1260 0.0250 U

Laboratory Qualifiers:

PB-Aroclor 1221 is being used to report an altered PCB pattern exhibited by the sample. Actual Aroclor 1221 is not present in the sample, but is reported to more accurately
quantify PCB present in sample that has undergone environmental alteration.

U - Denotes analyte not detected at concentration greater than or equal to the Practical Quantitation Limit (PQL). PQLs are adjusted for sample weight/volume and dilution
factors.

FORM I|-CLP-PCB

Print Date: 8/8/2015
Lims Version : 5.0.8.9
Pace Analytical Services, Inc.

August 08,2015 15070436 - Page 29 of 176



Pace Analytical Services - NY Lab , 2190 Technology Drive, Schenectady, NY 12308
Phone: (518) 346-4592 Fax: (518) 381-6055
www.pacelabs.com
Samnle Name: AS18329 Samnle Amount (L) : 1.0000
Sample ID: NRS-162.90-T150716080224 Dilution: 5
Date Acquired: 7/17/2015 4:59:08 PM EDT Extract Volume: 5
Project Name: GC28F Jan 2015 Date Processed: 7/18/2015 7:15:10 AM EDT
Sample Set Name: GC28F _071715a User Name: Angela Racine (AngelaR)
Processing Method: GC28F_LLCC 031215 Current Date: 7/18/2015
Run Time: 10.0 Minutes Current Time: 72534 AM US/Eastern
Report Name: H20 rpt LIMS2 ugL LIMS File ID: GC28F-1676-14 [ml]
Peak Results
Peak | RetTime | Integration | Area | Solution Conc. | TCMX | DCBP
Name (min) Type (uV*sec) ng/mL % Rec. | % Rec.
1 | PCB-1 1.693 | bv 120
2 [ PCB-2 2.288 [ bV 1317
3 [ TCMX 2.362 | vb 20550 4.195 83.9
4 | PCB-3 2.581 | bb 10
5 | PCB-4 2.669 | bb 260
6 [ PCB-5 2.728 | bb 147
7 | PCB-6 3214 | vb 170
8 | PCB-7 3.436 | bb 208
9 [ PCB-8 3.741 | bv 467
10 | PCB-9 3.858 | bv 98
11 | PCB-10 3.924 | bv 146
12 | PCB-11 4.205 | bb 299
13 [ PCB-12 4.506 | bb 174
14 | PCB-13 4.793 | vb 74
15 | PCB-14 4.882 | bb 199
16 | PCB-15 5.047 | vb 305
17 | PCB-16 5.179 | vb 28
18 | PCB-17 5.426 | bb 78
19 | PCB-18 5.535 | bb 134
20 | PCB-19 6.081 | bb 36
21 | PCB-20 6.378 | bb 22
22 | DCBP 8.805 | bb 186795 45.457 90.9
Group Results
o | Gran | SoonCon. | poant [ 204 | MPL | pon |
1 | Al1016 1089.0106 1.115 0.00557 [ 0.0250 | 0.00873 | NR
2 | Al1221 1854.8749 7.435 0.03717 | 0.0250 | 0.00873 | X PB
3 | Al1221-2 537.6041 2.865 0.01432 [ 0.0250 | 0.00873 | NR
4 [ A1221-5 1708.1371 13.958 0.06979 [ 0.0250 | 0.00873 | NR
Sample Name: AS18329 1of3
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Group Results

Nome | Cavksen | e | e | wer | g | Revor | Nore
5| A1232 1065.5428 2433 0.01216 | 0.0250 | 0.00873 | NR
6 | A1232-8/9 | 500.3042 1.981 0.00990 | 0.0250 | 0.00873 | NR
7 | A1242 1089.0106 1.478 0.00739 | 0.0250 | 0.00873 | NR
8 | A1248 1050.6891 0.901 0.00451 | 0.0250 | 0.00873 | NR
9 | A1248-11/15 | 446.7283 0.908 0.00454 | 0.0250 | 0.00873 | NR
10 | A1248-14/15 | 547.3678 1.211 0.00605 | 0.0250 | 0.00873 | NR
11| A1254 297.5593 0.538 0.00269 | 0.0250 | 0.00873 | NR
12 | A1254-17/18 | 85.7649 0.479 0.00239 | 0.0250 | 0.00873 | NR
13 | A1254-19/20 | 239.7184 0.543 0.00272 | 0.0250 | 0.00873 | NR
14| A125420 | 275.2644 0.647 0.00323 | 0.0250 | 0.00873 | NR
15| A1260 22.2949 0.0250 | 0.00873 | NR
16 | A1260-23/24 | 22.2949 0.468 0.00234 | 0.0250 | 0.00873 | NR
17 | A1262 22.2949 NR

Sample Name: AS18329 2 0of3
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Pace Analytical Services - NY Lab , 2190 Technology Drive, Schenectady, NY 12308
Phone: (518) 346-4592 Fax: (518) 381-6055
www.pacelabs.com
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Pace Analytical Services, Inc., 2190 Technology Drive, Schenectady, New York 12308
Phone:(518) 346-4592 Fax:(518) 381-6055
%g Analytical www.pacelabs.com
Lab ID: AS18329 Current Date Time:  8/8/2015  08:17:54
Sample ID: NRS-162.90-T150716080224 LIMS File ID: GC28F-1676-14
Matrix: Water Calibration ID: 6976
Date Analyzed: 07/17/2015 4:59:08 PM Calibration Date(s): 03/12/2015,03/13/2015
Processing Method: GC28F_LLCC 031215

Sample Calculation
First Order (1/X) Weighted Linear Regression with intercept Initial Calibration

sc=(Y-A)B

Y = Response uV-sec (sum of 5 quant peaks)
A = Constant (intercept) uV-sec

B = First Order Coeffiecient (slope)

sc = Solution Concentration (ng/mL)

Solution Concentration (sc)
1854.874908 - -16.185578

Aroclor 1221 sC = 7.43492  ng/mL

251.658479

fc = (sc)(vt)(df)
(Wv)
vt = Extract Volume (mL)
df = Analytical Dilution Factor
wv = dry weight or volume of sample used
sc = Solution Concentration (ng/mL)
fc = Final Concentration

Final Concentration (fc)

7.43492 ngimL * 5.0 mL * 1

Aroclor 1221 fc = = 0.0372 ug/L
1000 mL
Correlation
Analyte Coefficient Equation Value A Value B
1] Aroclor 1221 0.999724 Y = 2.52e+002 X - 1.62e+001 -16.185578 251.658479

Print Date: 8/8/2015
Lims Version : 5.0.8.9
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1D-1
PCB ANALYSIS DATA SHEET

Laboratory Name: Pace Analytical Services, Inc. SDG No: 15070436
ELAP ID No: 11078 LRF ID: 15070436-05
Matrix: Water Client ID: NRS-186.00-T150716080307
Sample wt(Dry)/vol: 1020 mL Lab Sample ID: AS18330
Percent Moisture: 100 Lab File ID: GC28F-1676-15
Extraction: 1L - Solid Phase Extraction Date Received: 07/17/2015
Conc. Extract Volume: NA Date Extracted: 07/17/2015
Injection Volume: 1.0 uL Date Analyzed: 07/17/2015
Method: NE273 (Quick TAT Aroclor Method) Dilution Factor: 1
GC Column:Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 ym Sulfur C|eanup; YES
CONCENTRATION
CAS NO COMPOUND NAME UG/L Q
12674-11-2 Aroclor 1016 0.0250 U
11104-28-2 Aroclor 1221 0.0625 PB
11141-16-5 Aroclor 1232 0.0250 U
53469-21-9 Aroclor 1242 0.0112 AD,J
12672-29-6 Aroclor 1248 0.0250 U
11097-69-1 Aroclor 1254 0.0250 U
11096-82-5 Aroclor 1260 0.0250 U

Laboratory Qualifiers:

AD-Aroclor 1242 is being reported as the best Aroclor match. The sample exhibits an altered PCB pattern.

PB-Aroclor 1221 is being used to report an altered PCB pattern exhibited by the sample. Actual Aroclor 1221 is not present in the sample, but is reported to more accurately
quantify PCB present in sample that has undergone environmental alteration.

J - Denotes an estimated concentration. The concentration result is greater than or equal to the Method Detection Limit (MDL) but less than the PQL.

U - Denotes analyte not detected at concentration greater than or equal to the Practical Quantitation Limit (PQL). PQLs are adjusted for sample weight/volume and dilution
factors.

FORM I|-CLP-PCB

Print Date: 8/8/2015
Lims Version : 5.0.8.9
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Pace Analytical Services - NY Lab , 2190 Technology Drive, Schenectady, NY 12308
Phone: (518) 346-4592 Fax: (518) 381-6055
www.pacelabs.com
Samnle Name: AS18330 Samnle Amount (L) : 1.0200
Sample ID: NRS-186.00-T 150716080307 Dilution: 5
Date Acquired: 7/17/2015 5:12:47 PM EDT Extract Volume: 5
Project Name: GC28F Jan 2015 Date Processed: 7/18/2015 7:17:48 AM EDT
Sample Set Name: GC28F _071715a User Name: Angela Racine (AngelaR)
Processing Method: GC28F_LLCC 031215 Current Date: 7/18/2015
Run Time: 10.0 Minutes Current Time: 7:25:58 AM US/Eastern
Report Name: H20 rpt LIMS2 ugL LIMS File ID: GC28F-1676-15 [ml]
Peak Results
Peak Ret Time Integration Area Solution Conc. TCMX | DCBP
Name (min) Type (uV*sec) ng/mL % Rec. | % Rec.
1 | PCB-1 1.692 | bb 342
2 | PCB-2 2.290 | bV 2226
3 [ TCMX 2.363 | Vb 21261 4.344 86.9
4 | PCB-3 2.591 | bb 99
5 | PCB-4 2.670 | bb 233
6 [ PCB-5 2.738 [ bV 291
7 | PCB-6 3215 | bb 183
8 | PCB-7 3.431 | bb 367
9 [ PCB-8 3.739 | bb 538
10 [ PCB-9 3.872 | bb 229
11 [ PCB-10 3.927 | bv 299
12 | PCB-11 4210 | bb 496
13 | PCB-12 4.508 | bb 254
14 | PCB-13 4.795 | bb 145
15 [ PCB-14 4.863 | bb 208
16 [ PCB-15 5.047 | vb 414
17 | PCB-16 5.158 | bb 202
18 [ PCB-17 5.429 | bb 48
19 [ PCB-18 5.539 | Vb 107
20 [ PCB-19 6.107 | bb 7
21 | PCB-20 6.377 | bb 202
22 | DCBP 8.804 | bb 185631 45.152 90.3
Group Results
(rop | o | Sobtonone. | Ammant | P01 MPL ko[ Now
1 | Al1016 1616.9865 1.743 0.00854 [ 0.0250 | 0.00873 | NR
2 | Al1221 3190.4274 12.742 0.06246 | 0.0250 | 0.00873 | X PB
3 | Al1221-2 964.3476 4.648 0.02279 [ 0.0250 | 0.00873 | NR
4 [ A1221-5 2899.7547 23.402 0.11471 [ 0.0250 | 0.00873 | NR
Sample Name: AS18330 1of3
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Group Results

Nome | avksen | g | M| wer | ugn | Revot [ Noe
5| A1232 1724.2053 3.943 0.01933 | 0.0250 | 0.00873 | NR
6 | A1232-8/9 | 956.9895 4222 0.02070 | 0.0250 | 0.00873 | NR
7 | A1242 1616.9865 2.281 0.01118 | 0.0250 | 0.00873 | X AD,]
8 | A1248 1517.2076 1.533 0.00751 | 0.0250 | 0.00873 | NR
9 | A1248-11/15 | 607.0745 1242 0.00609 | 0.0250 | 0.00873 | NR
10 | A1248-14/15 | 894.7054 2.186 0.01072 | 0.0250 | 0.00873 | NR
11| A1254 566.1707 0.780 0.00382 | 0.0250 | 0.00873 | NR
12 | A1254-17/18 | 411.3403 0.981 0.00481 | 0.0250 | 0.00873 | NR
13 | A1254-19/20 | 357.0972 0.724 0.00355 | 0.0250 | 0.00873 | NR
14| A125420 | 364.5027 0.751 0.00368 | 0.0250 | 0.00873 | NR
15| A1260 201.6680 0.051 0.00025 | 0.0250 | 0.00873 | NR
16 | A1260-23/24 | 201.6680 0.648 0.00317 | 0.0250 | 0.00873 | NR
17 | A1262 201.6680 NR
Sample Name: AS18330 2 0of3
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Pace Analytical Services - NY Lab , 2190 Technology Drive, Schenectady, NY 12308
Phone: (518) 346-4592 Fax: (518) 381-6055
www.pacelabs.com
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1D-1
PCB ANALYSIS DATA SHEET

Laboratory Name: Pace Analytical Services, Inc. SDG No: 15070436
ELAP ID No: 11078 LRF ID: 15070436-06
Matrix: Water Client ID: NRS-187.70-T150716080349
Sample wt(Dry)/vol: 1040 mL Lab Sample ID: AS18331
Percent Moisture: 100 Lab File ID: GC28F-1676-16
Extraction: 1L - Solid Phase Extraction Date Received: 07/17/2015
Conc. Extract Volume: NA Date Extracted: 07/17/2015
Injection Volume: 1.0 uL Date Analyzed: 07/17/2015
Method: NE273 (Quick TAT Aroclor Method) Dilution Factor: 1
GC Column:Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 ym Sulfur C|eanup; YES
CONCENTRATION
CAS NO COMPOUND NAME UG/L Q
12674-11-2 Aroclor 1016 0.0250 U
11104-28-2 Aroclor 1221 0.0767 PB
11141-16-5 Aroclor 1232 0.0250 U
53469-21-9 Aroclor 1242 0.0145 AD,J
12672-29-6 Aroclor 1248 0.0250 U
11097-69-1 Aroclor 1254 0.0250 U
11096-82-5 Aroclor 1260 0.0250 U

Laboratory Qualifiers:

AD-Aroclor 1242 is being reported as the best Aroclor match. The sample exhibits an altered PCB pattern.

PB-Aroclor 1221 is being used to report an altered PCB pattern exhibited by the sample. Actual Aroclor 1221 is not present in the sample, but is reported to more accurately
quantify PCB present in sample that has undergone environmental alteration.

J - Denotes an estimated concentration. The concentration result is greater than or equal to the Method Detection Limit (MDL) but less than the PQL.

U - Denotes analyte not detected at concentration greater than or equal to the Practical Quantitation Limit (PQL). PQLs are adjusted for sample weight/volume and dilution
factors.

FORM I|-CLP-PCB

Print Date: 8/8/2015
Lims Version : 5.0.8.9

Pace Analytical Services, Inc. 15070436 - Page 38 of 176

August 08,2015



Pace Analytical Services - NY Lab, 2190 Technology Drive, Schenectady, NY 12308
Phone: (518) 346-4592 Fax: (518) 381-6055
www.pacelabs.com
Samnle Name: AS18331 Samnle Amount (L) : 1.0400
Sample ID: NRS-187.70-T150716080349 Dilution: 5
Date Acquired: 7/17/2015 5:26:45 PM EDT Extract Volume: 5
Project Name: GC28F _Jan 2015 Date Processed: 7/17/2015 8:22:39 PM EDT
Sample Set Name: GC28F _071715a User Name: Sabith Choudhury (SabithC)
Processing Method: GC28F _LLCC 031215 Current Date: 7/17/2015
Run Time: 10.0 Minutes Current Time: 9:22:25 PM US/Eastern
Report Name: H20 rt LIMS2 ugL LIMS File ID: GC28F-1676-16 [m]
Peak Results
Peak Ret Time Integration Area Solution Conc. TCMX DCBP
Name (min) Type (uV*sec) ng/mL % Rec. | % Rec.
1 | PCB-1 1.694 | bV 360
2 | PCB-2 2.291 | bb 2802
3 | TCMX 2.364 | bb 20080 4.096 81.9
4 | PCB-3 2.569 | bb 68
5 | PCB-4 2.671 | bb 362
6 | PCB-5 2.741 | bb 408
7 | PCB-6 3.223 | bb 100
8 | PCB-7 3.432 | bb 453
9 | PCB-8 3.740 | bb 797
10 | PCB-9 3.869 | bb 579
11 | PCB-10 3.930 | bb 170
12 | PCB-11 4.210 | bb 503
13 | PCB-12 4.510 [ bb 418
14 | PCB-13 4.792 | bb 155
15| PCB-14 4.882 | vb 270
16 | PCB-15 5.047 | vb 77
17 | PCB-16 5.163 | bb 170
18 | PCB-17 5.439 | Vb 68
19 | PCB-18 5.534 | bb 397
20 | PCB-19 6.082 | bb 221
21 | PCB-20 6.381 | bb 401
22 | DCBP 8.806 | bb 193189 47.129 94.3
Group Results
oo | o e [ st | e [ 00 Ao
1 | A1016 2099.5803 2.317 0.01114 | 0.0250 | 0.00873 | NR
2 | Al1221 3999.7091 15.958 0.07672 | 0.0250 | 0.00873 | X PB
3 | Al1221-2 1197.7775 5.624 0.02704 | 0.0250 | 0.00873 | NR
4 | A1221-5 3591.7272 28.886 0.13887 | 0.0250 | 0.00873 | NR
Qamnle Nlama+ A Q18321 1 nfR
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Group Results

Group Group Area SolutionConc. Amount PQL MDL Report | Note
Name (uV*sec) ng/mL ug/L ug/L ug/L
5 | A1232 2407.6403 5.510 0.02649 | 0.0250 | 0.00873 | NR
6 | A1232-8/9 1031.4700 4.588 0.02206 | 0.0250 | 0.00873 | NR
7 | A1242 2099.5803 3.015 0.01449 | 0.0250 | 0.00873 | X AD,J
8 | A1248 1422.6955 1.405 0.00675 | 0.0250 ] 0.00873 | NR
9 | A1248-11/15 | 842.8703 1.733 0.00833 | 0.0250 ] 0.00873 | NR
10 | A1248-14/15] 1076.3110 2.697 0.01296 | 0.0250 | 0.00873 | NR
11 ] A1254 1256.9192 1.401 0.00673 | 0.0250 | 0.00873 | NR
12 | A1254-17/18 | 792.2792 1.569 0.00754 | 0.0250 | 0.00873 | NR
13 | A1254-19/20 | 635.1215 1.151 0.00554 | 0.0250 | 0.00873 | NR
14 | A1254-20 855.6382 1.324 0.00637 | 0.0250 | 0.00873 | NR
15| A1260 401.2811 0.214 0.00103 | 0.0250 | 0.00873 | NR
16 | A1260-23/24 | 401.2811 0.848 0.00408 | 0.0250 | 0.00873 | NR
17 | A1262 401.2811 NR
Qamnla Nlame: A Q18221 7 af?
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1D-1
PCB ANALYSIS DATA SHEET

Laboratory Name: Pace Analytical Services, Inc. SDG No: 15070436
ELAP ID No: 11078 LRF ID: 15070436-07RR1
Matrix: Water Client ID: NRS-190.00-T150716143158
Sample wt(Dry)/vol: 1050 mL Lab Sample ID: AS18332RR1
Percent Moisture: 100 Lab File ID: GC28F-1679-24
Extraction: 1L - Solid Phase Extraction Date Received: 07/17/2015
Conc. Extract Volume: NA Date Extracted: 07/20/2015
Injection Volume: 1.0 uL Date Analyzed: 07/20/2015
Method: NE273 (Quick TAT Aroclor Method) Dilution Factor: 1
GC Column:Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 ym Sulfur C|eanup: YES
CONCENTRATION

CAS NO COMPOUND NAME UGIL Q
12674-11-2 Aroclor 1016 0.0250 U
11104-28-2 Aroclor 1221 0.0114 PB,J
11141-16-5 Aroclor 1232 0.0250 U
53469-21-9 Aroclor 1242 0.0250 U
12672-29-6 Aroclor 1248 0.0250 U
11097-69-1 Aroclor 1254 0.0250 U
11096-82-5 Aroclor 1260 0.0250 U

Laboratory Qualifiers:

PB-Aroclor 1221 is being used to report an altered PCB pattern exhibited by the sample. Actual Aroclor 1221 is not present in the sample, but is reported to more accurately
quantify PCB present in sample that has undergone environmental alteration.

J - Denotes an estimated concentration. The concentration result is greater than or equal to the Method Detection Limit (MDL) but less than the PQL.

U - Denotes analyte not detected at concentration greater than or equal to the Practical Quantitation Limit (PQL). PQLs are adjusted for sample weight/volume and dilution
factors.

FORM I|-CLP-PCB

Print Date: 8/8/2015
Lims Version : 5.0.8.9
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Pace Analytical Services - NY Lab , 2190 Technology Drive, Schenectady, NY 12308
Phone: (518) 346-4592 Fax: (518) 381-6055
www.pacelabs.com
Sample Name: AS18332RR1 Sample Amount (L) : 1.0500
Sample ID: NRS-190.00-T150716143158 Dilution: 5
Date Acquired: 7/20/2015 4:42:31 PM EDT Extract Volume: 5
Project Name: GC28F _Jan 2015 Date Processed: 7/20/2015 5:05:59 PM EDT
Sample Set Name: GC28F _072015C User Name: Mike Abrahamson (MikeA)
Processing Method: GC28F _LLCC 031215 Current Date: 7/20/2015
Run Time: 10.0 Minutes Current Time: 5:33:14 PM US/Eastern
Report Name: H20 rpt LIMS2 ugL LIMS File ID: GC28F-1679-24 [m]
Peak Results
Peak Ret Time | Integration Area Solution Conc. | TCMX | DCBP
Name (min) Type (uV*sec) ng/mL % Rec. | % Rec.
1 | PCB-1 1.693 | vb 16
2 | PCB-2 2284 | vb 117
3 | TCMX 2.365 | bb 23162 4.742 94.8
4 | PCB-3 2.572 | bb 80
5 | PCB4 2.674 | bb 319
6 | PCB-5 2.747 | bb 56
7 | PCB-6 3.236 | bb 95
8 | PCB-7 3.440 | bb 19
9 | PCB-8 3.756 | bb 117
10 [ PCB-9 3.874 | bb 18
11 [ PCB-10 3.933 | bb 35
12 | DCBP 8.809 | bb 185667 45.162 90.3
Group Results
Goun | oo | SobsionCone | At | PO DL | o
1| Al0l6 282.7554 0.156 0.00074 | 0.0250 | 0.00873 | NR
2| Al1221 588.3523 2.402 0.01144 | 0.0250 | 0.00873 | X PB,J
3 Al1221-2 | 471.3068 2.588 0.01232 ] 0.0250 | 0.00873 | NR
41 A1221-5 532.3361 4.639 0.02209 | 0.0250 | 0.00873 | NR
5| A1232 243.9469 0.549 0.00262 | 0.0250 | 0.00873 | NR
6 [ A1232-8/9 | 109.5091 0.062 0.00030 | 0.0250 | 0.00873 | NR
7| A1242 282.7554 0.251 0.00120 | 0.0250 | 0.00873 | NR
Sample Name: AS18332RR1 1 of2
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8-D-1
PCB ANALYTICAL SEQUENCE

Laboratory Name: Pace Analytical Services, Inc. SDG No: 15070436
ELAP ID No: 11078
Instrument ID: GC28F Init. Calib. Date(s);03/12/15,03/13/15

GC COlUmn (1 ): Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 pm

THE ANALYTICAL SEQUENCE OF SAMPLES, QC, AND STANDARDS IS GIVEN BELOW:

SURROGATE RETENTION TIME (RT) FROM INITIAL OR CONTINUING CALIBRATION

TCMX RT: 2.38 DCBP RT:_8.83
CLIENT LAB LAB DATE / TIME TCMX DCBP
SAMPLE ID SAMPLE ID FILE ID ANALYZED RT # RT  #
(+/-0.05 min) (+/-0.10 min)

A1016 5 PPB 031216A GC28F-1565-3 03/12/2015 13:57:39 2.38 8.83
A1016 10 PPB 031216B GC28F-1565-4 03/12/2015 14:11:27 2.38 8.83
A1016 20 PPB 031216C GC28F-1565-5 03/12/2015 14:25:14 2.38 8.83
A1016 50 PPB 031216D GC28F-1565-6 03/12/2015 14:39:04 2.38 8.83
A1016 100 PPB 031216E GC28F-1565-7 03/12/2015 14:53:09 2.38 8.83
A1221 5 PPB 031221A GC28F-1565-8 03/12/2015 15:07:01 2.38 8.83
A1221 10 PPB 031221B GC28F-1565-9 03/12/2015 15:20:43 2.38 8.83
A1221 20 PPB 031221C GC28F-1565-10 03/12/2015 15:34:28 2.38 8.83
A1221 50 PPB 031221D GC28F-1565-11 03/12/2015 15:48:19 2.38 8.83
A1221 100 PPB 031221E GC28F-1565-12 03/12/2015 16:02:27 2.38 8.83
A1232 5 PPB 031232A GC28F-1565-13 03/12/2015 16:16:15 2.38 8.83
A1232 10 PPB 031232B GC28F-1565-14 03/12/2015 16:30:03 2.38 8.83
A1232 20 PPB 031232C GC28F-1565-15 03/12/2015 16:43:54 2.38 8.83
A1232 50 PPB 031232D GC28F-1565-16 03/12/2015 16:57:42 2.38 8.83
A1232 100 PPB 031232E GC28F-1565-17 03/12/2015 17:11:44 2.38 8.83
A1242 5 PPB 031242A GC28F-1565-18 03/12/2015 17:25:30 2.38 8.83
A1242 10 PPB 031242B GC28F-1565-19 03/12/2015 17:39:16 2.38 8.83
A1242 20 PPB 031242C GC28F-1565-20 03/12/2015 17:52:57 2.38 8.83
A1242 50 PPB 031242D GC28F-1565-21 03/12/2015 18:06:59 2.38 8.83
A1242 100 PPB 031242E GC28F-1565-22 03/12/2015 18:21:10 2.38 8.83
A1248 5 PPB 031248A GC28F-1565-23 03/12/2015 18:34:59 2.38 8.83
A1248 10 PPB 031248B GC28F-1565-24 03/12/2015 18:48:48 2.38 8.83
A1248 20 PPB 031248C GC28F-1565-25 03/12/2015 19:02:36 2.38 8.83
A1248 50 PPB 031248D GC28F-1565-26 03/12/2015 19:16:26 2.38 8.83
A1248 100 PPB 031248E GC28F-1565-27 03/12/2015 19:30:37 2.38 8.83
A1254 5 PPB 031254A GC28F-1565-28 03/12/2015 19:44:41 2.38 8.83
A1254 10 PPB 031254B GC28F-1565-29 03/12/2015 19:58:31 2.38 8.83
A1254 20 PPB 031254C GC28F-1565-30 03/12/2015 20:12:24 2.38 8.83
A1254 50 PPB 031254D GC28F-1565-31 03/12/2015 20:26:35 2.38 8.83
A1254 100 PPB 031254E GC28F-1565-32 03/12/2015 20:40:04 2.38 8.83
A1260 5 PPB 031260A GC28F-1565-33 03/12/2015 20:53:32 2.38 8.83
A1260 10 PPB 031260B GC28F-1565-34 03/12/2015 21:07:43 2.38 8.83
A1260 20 PPB 031260C GC28F-1565-35 03/12/2015 21:21:49 2.38 8.83
A1260 50 PPB 031260D GC28F-1565-36 03/12/2015 21:35:58 2.38 8.83
A1260 100 PPB 031260E GC28F-1565-37 03/12/2015 21:49:38 2.38 8.83
A1262 5 PPB 031262A GC28F-1565-38 03/12/2015 22:03:00 2.38 8.83
A1262 10 PPB 031262B GC28F-1565-39 03/12/2015 22:17:01 2.38 8.83
A1262 20 PPB 031262C GC28F-1565-40 03/12/2015 22:30:47 2.38 8.83

# Column used to flag surrogate retention times outside expected range.

FORM VIII-CLP-PCB(PACE)
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8-D-1
PCB ANALYTICAL SEQUENCE

Laboratory Name: Pace Analytical Services, Inc. SDG No: 15070436
ELAP ID No: 11078
GC28F

Instrument ID:

GC Column (1):

Init. Calib. Date(s):03/12/15,03/13/15

Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 pm

THE ANALYTICAL SEQUENCE OF SAMPLES, QC, AND STANDARDS IS GIVEN BELOW:

SURROGATE RETENTION TIME (RT) FROM INITIAL OR CONTINUING CALIBRATION
TCMX RT: 2.38 DCBP RT:_8.83
CLIENT LAB LAB DATE / TIME TCMX DCBP
SAMPLE ID SAMPLE ID FILE ID ANALYZED RT # RT  #
(+/-0.05 min) (+/-0.10 min)
A1262 50 PPB 031262D GC28F-1565-41 03/12/2015 22:44:17 2.38 8.83
A1262 100 PPB 031262E GC28F-1565-42 03/12/2015 22:58:33 2.38 8.83
A1268 5 PPB 031268A GC28F-1565-43 03/12/2015 23:12:19 2.38 8.83
A1268 10 PPB 031268B GC28F-1565-44 03/12/2015 23:26:09 2.38 8.83
A1268 20 PPB 031268C GC28F-1565-45 03/12/2015 23:40:16 2.38 8.83
A1268 50 PPB 031268D GC28F-1565-46 03/12/2015 23:54:28 2.38 8.83
A1268 100 PPB 031268E GC28F-1565-47 03/13/2015 00:08:35 2.38 8.83
A1016 50 PPB CS160312A GC28F-1565-49 03/13/2015 00:36:30 2.38 8.83
A1221 50 PPB CS210312A GC28F-1565-50 03/13/2015 00:50:17 2.38 8.83
A1232 50 PPB CS320312A GC28F-1565-51 03/13/2015 01:04:04 2.38 8.83
A1242 50 PPB CS420312A GC28F-1565-52 03/13/2015 01:17:52 2.38 8.83
A1248 50 PPB CS480312A GC28F-1565-53 03/13/2015 01:31:59 2.38 8.83
A1254 50 PPB CS540312A GC28F-1565-54 03/13/2015 01:45:56 2.38 8.83
A1260 50 PPB CS600312A GC28F-1565-55 03/13/2015 01:59:41 2.38 8.83
A1262 50 PPB CS620312A GC28F-1565-56 03/13/2015 02:13:43 2.38 8.83
A1268 50 PPB CS680312A GC28F-1565-57 03/13/2015 02:27:53 2.38 8.83
HEXANE BLANK-SURR 150312B04 GC28F-1565-58 03/13/2015 02:41:55 2.38 8.83
A1242 50 PPB CS420717A GC28F-1676-8 07/17/2015 10:58:07 2.36 8.80
HEXANE BLANK-SURR 150717B04 GC28F-1676-9 07/17/2015 11:11:42 2.36 8.81
PBLK-66(METHOD BLANK) AS18322B GC28F-1676-10 07/17/2015 16:04:19 2.37 8.81
LCS-66(LAB CONTROL SPIKE) AS18322L GC28F-1676-11 07/17/2015 16:17:43 2.36 8.80
77777 77777 GC28F-1676-13 07/17/2015 16:45:30 2.36 8.81
NRS-162.90-T150716080224 AS18329 GC28F-1676-14 07/17/2015 16:59:08 2.36 8.80
NRS-186.00-T150716080307 AS18330 GC28F-1676-15 07/17/2015 17:12:47 2.36 8.80
NRS-187.70-T150716080349 AS18331 GC28F-1676-16 07/17/2015 17:26:45 2.36 8.81
A1248 50 PPB CS480717A GC28F-1676-17 07/17/2015 17:40:24 2.36 8.81
HEXANE BLANK-SURR 150717B05 GC28F-1676-18 07/17/2015 17:54:06 2.36 8.81
A1254 50 PPB CS540720A GC28F-1679-16 07/20/2015 12:31:34 2.36 8.81
HEXANE BLANK-SURR 150720B05 GC28F-1679-17 07/20/2015 12:45:24 2.37 8.81
PBLK-94(METHOD BLANK) AS18857B GC28F-1679-19 07/20/2015 15:32:58 2.36 8.81
LCS-94(LAB CONTROL SPIKE) AS18857L GC28F-1679-20 07/20/2015 15:46:49 2.37 8.81
77777 77777 GC28F-1679-21 07/20/2015 16:00:44 2.36 8.81
772777 77777 GC28F-1679-22 07/20/2015 16:14:44 2.37 8.81
NRS-190.00-T150716143158 AS18332RR1 GC28F-1679-24 07/20/2015 16:42:31 2.36 8.81
A1260 50 PPB CS600720A GC28F-1679-25 07/20/2015 16:56:25 2.36 8.81
HEXANE BLANK-SURR 150720B07 GC28F-1679-26 07/20/2015 17:10:11 2.37 8.81

# Column used to flag surrogate retention times outside expected range.
FORM VIII-CLP-PCB(PACE)

Analytical Services, Inc.

August 08,2015
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6F-1
PCB INITIAL CALIBRATION OF MULTICOMPONENT ANALYTES

Laboratory Name: Pace Analytical Services, Inc. SDG NO: 15070436
ELAP ID No: 11078 Date(s) Analyzed: 03/12/15,03/13/15
Instrument ID: GC28F
GC Column: Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 um
LAB LAB AMOUNT TOTAL MEAN %
COMPOUND FILE ID SAMPLE ID (ppb) RF RF RSD
Aroclor 1016 GC28F-1565-3 031216A 5.00 862.050
GC28F-1565-4 031216B 10.0 819.101
GC28F-1565-5 031216C 20.0 891.620
GC28F-1565-6 031216D 50.0 857.622
GC28F-1565-7 031216E 100 830.721| 852.223 3.3
Aroclor 1221 GC28F-1565-8 031221A 5.00 240.577
GC28F-1565-9 031221B 10.0 261.453
GC28F-1565-10 031221C 20.0 244 151
GC28F-1565-11 031221D 50.0 256.412
GC28F-1565-12 031221E 100 249.548  250.428 3.4
Aroclor 1232 GC28F-1565-13 031232A 5.00 425.857
GC28F-1565-14 031232B 10.0 430.211
GC28F-1565-15 031232C 20.0 461.339
GC28F-1565-16 031232D 50.0 429.215
GC28F-1565-17 031232E 100 435.975( 436.519 3.3
Aroclor 1242 GC28F-1565-18 031242A 5.00 626.705
GC28F-1565-19 031242B 10.0 687.551
GC28F-1565-20 031242C 20.0 700.174
GC28F-1565-21 031242D 50.0 671.171
GC28F-1565-22 031242E 100 646.543 | 666.429 4.5
Aroclor 1248 GC28F-1565-23 031248A 5.00 797.257
GC28F-1565-24 031248B 10.0 794.780
GC28F-1565-25 031248C 20.0 774.131
GC28F-1565-26 031248D 50.0 725.393
GC28F-1565-27 031248E 100 749.464 | 768.205 4.0
Aroclor 1254 GC28F-1565-28 031254A 5.00 1035.449
GC28F-1565-29 031254B 10.0 1083.118
GC28F-1565-30 031254C 20.0 1125.937
GC28F-1565-31 031254D 50.0 1090.177
GC28F-1565-32 031254E 100 1112.270( 1089.390 3.2
Aroclor 1260 GC28F-1565-33 031260A 5.00 1259.968
GC28F-1565-34 031260B 10.0 1279.464
GC28F-1565-35 031260C 20.0 1180.854
GC28F-1565-36 031260D 50.0 1189.838
GC28F-1565-37 031260E 100 1241.303( 1230.290 3.5
Aroclor 1262 GC28F-1565-38 031262A 5.00 1299.145
GC28F-1565-39 031262B 10.0 1474.054
GC28F-1565-40 031262C 20.0 1315.082
GC28F-1565-41 031262D 50.0 1359.090
GC28F-1565-42 031262E 100 1225.691| 1334.610 6.9

FORM VI-CLP-PCB(PACE)
Print Date: 8/8/2015
Lims Version : 5.0.8.9
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6F-1
PCB INITIAL CALIBRATION OF MULTICOMPONENT ANALYTES

Laboratory Name: Pace Analytical Services, Inc. SDG NO: 15070436
ELAP ID No: 11078 Date(s) Analyzed: 03/12115,03/13/15
Instrument ID: GC28F
GC Column: Phenomenex, Zebron ZB-1MS, 20 m, 0.18 mm ID, 0.18 um
LAB LAB AMOUNT TOTAL MEAN %
COMPOUND FILE ID SAMPLE ID (ppb) RF RF RSD
Aroclor 1268 GC28F-1565-43 031268A 5.00 2310.277
GC28F-1565-44 031268B 10.0 2277.392
GC28F-1565-45 031268C 20.0 2475.619
GC28F-1565-46 031268D 50.0 2277.133
GC28F-1565-47 031268E 100 2197.807| 2307.650| 4.4
TCMX GC28F-1565-28 031254A 1.00 5239.809
GC28F-1565-29 031254B 2.50 4970.944
GC28F-1565-30 031254C 4.00 5058.998
GC28F-1565-31 031254D 5.00 4821.865
GC28F-1565-32 031254E 8.00 4809.511| 4980.230 3.6
DCBP GC28F-1565-28 031254A 10.0 5025.486
GC28F-1565-29 031254B 25.0 4342.230
GC28F-1565-30 031254C 40.0 4303.670
GC28F-1565-31 031254D 50.0 4111.666
GC28F-1565-32 031254E 80.0 3903.134| 4337.240 9.7

% RSD Limit <= 20%
TCMX=TETRACHLOROMETAXYLENE
DCBP=DECACHLOROBIPHENYL
1 Response factor calculated using total area of 5 peaks used to quantitate each Aroclor. Mean response factor not used in Aroclor

quantitation, calibration curve by linear regression used for quantitation. Concentrations are nominal values, please see Calibration Curve
Report Point Table for actual values.

FORM VI-CLP-PCB(PACE)
Print Date: 8/8/2015
Lims Version : 5.0.8.9
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Pace Analytical Services - NY Lab, 2190 Technology Drive, Schenectady, NY 12308
Phone: (518) 346-4592 Fax: (518) 381-6055
www.pacelabs.com
System Name: Instrument 28 ChO1 Date Calibrated: 3/13/2015 827:00 AM EDT
Sample Set Name: GC28F LLCC 031215 Method Report: CCSum by RF 02
Sample Set Date: 3/12/2015 11:5741 AM EDT User Name: Angela Racine (AngelaR)
Processing Method: GC28F LLCC 031215
Calibration Component Summary
Table
Component Summary For RF
Sample Name | A1016
1 031216A 862.0496
2 031216B 819.1005
3 031216C 891.6202
4 031216D 857.6219
5 031216E 830.7212
Mean 852223
Std. Dev. 28.449
% RSD 3.34
lofl1l
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Name: Al1016 Coeflicient constant A: 151.691533
System Name: Instrument 28 ChO1 Coefficient first Order B: 840.694128
Date Calibrated: 3/13/2015 827:00 AM EDT Coefficient first Order C: 0.000000
Processing Method: GC28F_LLCC 031215 Coefficient first Order D: 0.000000
Fit Type: Linear (1st Order) Correlation coefficient R: 0.999559
Method Report: CCurve Rpt Coeflicient of determination R"2: 0.999118
Calibration Curve
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Point Table
Peak: A1016
Name Ar;l;}gnt Response | Calc. Value | % Deviation | Manual | Ignore
1| A1016 5.00 4310 4.9 -1.068 | No No
2| Alol6 10.00 8191 9.6 -4.373 | No No
3] Al0l6 20.00 17832 21.0 5.155 | No No
41 Al0le6 50.00 42881 50.8 1.653 | No No
51 Al1016 100.00 83072 98.6 -1.367 | No No
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Sample Name: 031216A Sample Amount: 1
Sample ID: A1016 5 PPB Dilution: 1
Date Acquired: 3/12/2015 1:57:39 PM EDT Extract Volume: 1
Project Name: GC28F Jan 2015 Date Processed: 3/13/2015 7:50:09 AM EDT
Sample Set Name: GC28F LLCC 031215 User Name: Angela Racine (AngelaR)
Processing Method: GC28F LLCC 031215 Current Date: 3/13/2015
Run Time: 10.0 Minutes Current Time: 10:37:42 AM US/Eastern
Report Name: CalStd rpt plt LIMS File ID: GC28F-1565-3 [m]

Peak Results

Peak Ret Time Integration Area
Name (min) Type (uV*sec)

Group Results

Group Group Area | Solution Conc.
Name (uV*sec) ng/mL

1| PCB-6 3243 [ bV 581 | At016 4310 5.000

2 | PCB-7 3.443 | bb 610 5| A1 3729

3 | PCB-8 3.772 | bb 1737 3| A1232-8/9 1159

4| PCB9 3.881 | bb 833 4| AL2a2 4310

5 [ PCB-10 3.950 | bb 550

mV

I
PCB-6
PCB-7

Sample Name: 031216A 1ofl
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Sample Name: 031216B Sample Amount: 1
Sample ID: A1016 10 PPB Dilution: 1
Date Acquired: 3/12/2015 2:1127 PM EDT Extract Volume: 1
Project Name: GC28F Jan 2015 Date Processed: 3/13/2015 7:5028 AM EDT
Sample Set Name: GC28F LLCC 031215 User Name: Angela Racine (AngelaR)
Processing Method: GC28F LLCC 031215 Current Date: 3/13/2015
Run Time: 10.0 Minutes Current Time: 10:38:13 AM US/Eastern
Report Name: CalStd rpt plt LIMS File ID: GC28F-1565-4 [m]

Peak Results

Group Results

II\JIZ?:; Re(tr;]]l;le Intf:rgra:on (ué’iic) Group Group Area | Solution Conc.
yp Name (uV*sec) ng/mL
! | PeB-6 3241 | bV 182 1] Al016 8191 10.000
2 | PCB-7 3.445 | bb 1151 5 A1232 7009
3 | PCB-8 3.771 | bb 3544 3| A1232-8/9 2125
4 [ PCB-9 3.881 | bb 1340 4| Al 2191
5 | PCB-10 3.949 | bb 974
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60.00
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g 40.00
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Sample Name: 031216B 1ofl
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Sample Name: 031216C Sample Amount: 1
Sample ID: A1016 20 PPB Dilution: 1
Date Acquired: 3/12/2015 2:25:14 PM EDT Extract Volume: 1
Project Name: GC28F Jan 2015 Date Processed: 3/13/2015 7:50:53 AM EDT
Sample Set Name: GC28F LLCC 031215 User Name: Angela Racine (AngelaR)
Processing Method: GC28F LLCC 031215 Current Date: 3/13/2015
Run Time: 10.0 Minutes Current Time: 10:38:29 AM US/Eastern
Report Name: CalStd rpt plt LIMS File ID: GC28F-1565-5 [m]

Peak Results Group Results

II\JIZ?:; Re(tr;]]l;le Intf:rgra:on (ué’iic) Group Group Area | Solution Conc.
yp Name (uV*sec) ng/mL
! | PeB-6 3241 | bV 39 1| A1016 17832 20.000
2 | PCB-7 3.444 | bb 2467 N 15483
3| PCB-8 3.771 | bb 7692 > A28 681
4| PCB-9 3.880 | bV 3110 A 17832
5| PCB-10 3.949 [ Vb 2214
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Sample Name: 031216C 1ofl
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Sample Name: 031216D Sample Amount: 1
Sample ID: A1016 50 PPB Dilution: 1
Date Acquired: 3/12/2015 2:39:04 PM EDT Extract Volume: 1
Project Name: GC28F Jan 2015 Date Processed: 3/13/2015 7:51:14 AM EDT
Sample Set Name: GC28F LLCC 031215 User Name: Angela Racine (AngelaR)
Processing Method: GC28F LLCC 031215 Current Date: 3/13/2015
Run Time: 10.0 Minutes Current Time: 10:38:40 AM US/Eastern
Report Name: CalStd rpt plt LIMS File ID: GC28F-1565-6 [m]

Peak Results Group Results

II\JIZ?:; Re(tr;]]l;le Intf:rgra:on (ué’iic) Group Group Area | Solution Conc.
yp Name (uV*sec) ng/mL
! | PeB-6 3241 | bV 5839 1| A1016 42881 50.000
2 | PCB-7 3.445 | bb 5905 N 700
3| PCB-8 3.771 | bb 18491 R 10954
4| PCB9 3.881 | bB 7577 A 12881
5| PCB-10 3.950 | Bb 5049
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Sample Name: 031216D 1ofl
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Sample Name: 031216E Sample Amount: 1
Sample ID: A1016 100 PPB Dilution: 1
Date Acquired: 3/12/2015 2:53:09 PM EDT Extract Volume: 1
Project Name: GC28F Jan 2015 Date Processed: 3/13/2015 7:51:33 AM EDT
Sample Set Name: GC28F LLCC 031215 User Name: Angela Racine (AngelaR)
Processing Method: GC28F LLCC 031215 Current Date: 3/13/2015
Run Time: 10.0 Minutes Current Time: 10:38:52 AM US/Eastern
Report Name: CalStd rpt plt LIMS File ID: GC28F-1565-7 [m]
Peak Results Group Results
Peak Ret Time Integration Area .
. Group Group Area | Solution Conc.
Name (min) Type (uV*sec) Name (WV*sec) ng/mL
!'| PCB-6 3243 | bV 11381 1] Al1016 83072 100.000
2 | PCB-7 3.447 | bb 11368 5| A1 71691
3| PCB-8 3.773 | bb 35910 3| A1232-8/9 21376
4 | PCB-9 3.883 | bB 14405 4| Al2a2 33072
5| PCB-10 3.951 | Bb 10008
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Sample Name: 031216E 1ofl
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System Name: Instrument 28 ChO1 Date Calibrated: 3/13/2015 827:00 AM EDT
Sample Set Name: GC28F LLCC 031215 Method Report: CCSum by RF 02
Sample Set Date: 3/12/2015 11:5741 AM EDT User Name: Angela Racine (AngelaR)
Processing Method: GC28F LLCC 031215
Calibration Component Summary Table
Component Summary For RF
Sample Name | A1221-2 | A1221-5 | A1221
1 031221A 200.1393 | 110.9105 | 240.5774
2 031221B 234.3012 | 136.7623 | 261.4531
3 031221C 230.4484 | 110.4721 | 244.1508
4 031221D 239.1075 | 126.2523 | 256.4121
5 031221E 236.1763 | 126.3377 | 249.5485
Mean 228.035 | 122.147 | 250.428
Std. Dev. 15.907 11.298 8.582
% RSD 6.98 9.25 3.43
lofl1l
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Name: Al1221 Coeflicient constant A: -16.185578
System Name: Instrument 28 ChO1 Coefficient first Order B: 251.658479
Date Calibrated: 3/13/2015 8:27:00 AM EDT Coefficient first Order C: 0.000000
Processing Method: GC28F_LLCC 031215 Coefficient first Order D: 0.000000
Fit Type: Linear (1st Order) Correlation coefficient R: 0.999724
Method Report: CCurve Rpt Coeflicient of determination R*2: 0.999447
Calibration Curve
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- i
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0.0
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0.00 10.00 20.00 30.00 40.00 50.00 60.00 70.00 80.00 90.00 100.00
Amount
Point Table
Peak: A1221
Name Ar;l;}gnt Response | Calc. Value | % Deviation | Manual | Ignore
1| A1221 5.00 1203 4.8 -3.117 [ No No
2| A1221 10.00 2615 10.5 4.535 | No No
3|1 Al1221 20.00 4883 19.5 -2.662 | No No
41 A1221 50.00 12821 51.0 2.018 | No No
51 A1221 100.00 24955 99.2 -0.774 | No No
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Name: Al1221-2 Coeflicient constant A: -147.824908
System Name: Instrument 28 ChO1 Coefficient first Order B: 239.269233
Date Calibrated: 3/13/2015 8:27:00 AM EDT Coefficient first Order C: 0.000000
Processing Method: GC28F_LLCC 031215 Coefficient first Order D: 0.000000
Fit Type: Linear (1st Order) Correlation coefficient R: 0.999845
Method Report: CCurve Rpt Coeflicient of determination R"2: 0.999691
Calibration Curve
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Amount
Point Table
Peak: A1221-2
Name Ar}r’ll());nt Response | Calc. Value | % Deviation | Manual | Ignore
1| A1221-2 5.00 1001 4.8 -3.998 | No No
2| A1221-2 10.00 2343 10.4 4.102 | No No
3 A1221-2 20.00 4609 19.9 -0.597 | No No
41 A1221-2 50.00 11955 50.6 1.168 | No No
5| A1221-2 100.00 23618 99.3 -0.675 | No No
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Name: Al1221-5 Coeflicient constant A: -53.069446
System Name: Instrument 28 ChO1 Coefficient first Order B: 126.180272
Date Calibrated: 3/13/2015 8:27:00 AM EDT Coefficient first Order C: 0.000000
Processing Method: GC28F_LLCC 031215 Coefficient first Order D: 0.000000
Fit Type: Linear (1st Order) Correlation coefficient R: 0.998383
Method Report: CCurve Rpt Coeflicient of determination R"2: 0.996769
Calibration Curve
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Amount
Point Table
Peak: A1221-5
Name Ar}r’ll());nt Response | Calc. Value | % Deviation | Manual | Ignore
1| A1221-5 5.00 555 4.8 -3.690 | No No
2| A1221-5 10.00 1368 113 12.592 | No No
3 [ Al1221-5 20.00 2209 17.9 -10.346 | No No
41 A1221-5 50.00 6313 50.4 0.898 | No No
5| A1221-5 100.00 12634 100.5 0.545 | No No
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Sample Name: 031221A Sample Amount: 1
Sample ID: A1221 5 PPB Dilution: 1
Date Acquired: 3/12/2015 3:07:01 PM EDT Extract Volume: 1
Project Name: GC28F Jan 2015 Date Processed: 3/13/2015 7:53:228 AM EDT
Sample Set Name: GC28F LLCC 031215 User Name: Angela Racine (AngelaR)
Processing Method: GC28F LLCC 031215 Current Date: 3/13/2015
Run Time: 10.0 Minutes Current Time: 10:39:02 AM US/Eastern
Report Name: CalStd rpt plt LIMS File ID: GC28F-1565-8 [m]
Peak Results Group Results
Peak Ret Time | Integration Area .
. Group Group Area | Solution Conc.
Name (min) Type (uV*sec) Name (WV*sec) ng/mL
1| PCB-1 1.708 | bb 123 1 A1221 1203 5.000
2| peB2 2306 | bb 202 2| A122122 1001 5.000
3 | PCB-3 2.590 | bb 162 3| A12215 555 5.000
4 | PCB-4 2.694 | bb 67 4| A1232 648
5| PCB-5 2.758 | bb 648 5| A1232-8/9 643
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Sample Name: 031221B Sample Amount: 1
Sample ID: A1221 10 PPB Dilution: 1
Date Acquired: 3/12/2015 32043 PM EDT Extract Volume: 1
Project Name: GC28F Jan 2015 Date Processed: 3/13/2015 7:53:59 AM EDT
Sample Set Name: GC28F LLCC 031215 User Name: Angela Racine (AngelaR)
Processing Method: GC28F LLCC 031215 Current Date: 3/13/2015
Run Time: 10.0 Minutes Current Time: 10:39:222 AM US/Eastern
Report Name: CalStd rpt plt LIMS File ID: GC28F-1565-9 [m]
Peak Results Group Results
Peak Ret Time | Integration Area .
. Group Group Area | Solution Conc.
Name (min) Type (uV*sec) Name (WV*sec) ng/mL
t|PeBl 1,703 | bb 323 1| A1221 2615 10.000
2| PeB2 2.301 | bb 272 21 Al1221-2 2343 10.000
3| PeB3 2.588 | bb 17 31 Al1221-5 1368 10.000
4 | PCB4 2.691 | bb 256 AR 1247
5| PCB-5 2.757 | bb 1247 5| A1232-8/9 1247
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Sample Name: 031221C Sample Amount: 1
Sample ID: A1221 20 PPB Dilution: 1
Date Acquired: 3/12/2015 3:3428 PM EDT Extract Volume: 1
Project Name: GC28F Jan 2015 Date Processed: 3/13/2015 7:54224 AM EDT
Sample Set Name: GC28F LLCC 031215 User Name: Angela Racine (AngelaR)
Processing Method: GC28F LLCC 031215 Current Date: 3/13/2015
Run Time: 10.0 Minutes Current Time: 10:39:36 AM US/Eastern
Report Name: CalStd rpt plt LIMS File ID: GC28F-1565-10 [m]
Peak Results Group Results
Peak Ret Time | Integration Area .
. Group Group Area | Solution Conc.
Name (min) Type (uV*sec) Name (WV*sec) ng/mL
!| PCB-1 1.704 | bb 668 1] A1221 4883 20.000
2| PeB2 2.305 | bb 274 21 Al1221-2 4609 20.000
3| PeB3 2.591 | bb 845 31 Al1221-5 2209 20.000
4 | PCB-4 2.694 | bb 423 AR 674
5| PCB-5 2.758 | bb 2674 5| A1232-8/9 2674
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Sample Name: 031221D Sample Amount: 1
Sample ID: A1221 50 PPB Dilution: 1
Date Acquired: 3/12/2015 3:48:19 PM EDT Extract Volume: 1
Project Name: GC28F Jan 2015 Date Processed: 3/13/2015 7:54:49 AM EDT
Sample Set Name: GC28F LLCC 031215 User Name: Angela Racine (AngelaR)
Processing Method: GC28F LLCC 031215 Current Date: 3/13/2015
Run Time: 10.0 Minutes Current Time: 10:39:57 AM US/Eastern
Report Name: CalStd rpt plt LIMS File ID: GC28F-1565-11 [m]
Peak Results Group Results
Peak Ret Time | Integration Area .
. Group Group Area | Solution Conc.
Name (min) Type (uV*sec) Name (WV*sec) ng/mL
!| PCB-1 1.703 | bb to11 1] A1221 12821 50.000
2| peB2 2303 | bb 865 2| A122122 11955 50.000
3| PeB3 2.5 | bb 2249 31 Al1221-5 6313 50.000
4 | PCB-4 2.694 | bB 1587 AR 6508
5 | PCB-5 2.757 | Bb 6508 5| A1232-8/9 6508
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Sample Name: 031221E Sample Amount: 1
Sample ID: A1221 100 PPB Dilution: 1
Date Acquired: 3/12/2015 4:0227 PM EDT Extract Volume: 1
Project Name: GC28F Jan 2015 Date Processed: 3/13/2015 7:55:14 AM EDT
Sample Set Name: GC28F LLCC 031215 User Name: Angela Racine (AngelaR)
Processing Method: GC28F LLCC 031215 Current Date: 3/13/2015
Run Time: 10.0 Minutes Current Time: 10:40:11 AM US/Eastern
Report Name: CalStd rpt plt LIMS File ID: GC28F-1565-12 [m]
Peak Results Group Results
Peak Ret Time | Integration Area .
. Group Group Area | Solution Conc.
Name (min) Type (uV*sec) Name (WV*sec) ng/mL
!| PCB-1 1.705 | bb 3357 1] A1221 24955 100.000
2| PeB2 2.306 | bb 1337 21 Al1221-2 23618 100.000
3| PeB3 2.592 | bb 4569 31 Al1221-5 12634 100.000
4 | PCB-4 2.696 | bB 3171 AR 2321
5| PCB-5 2.759 | Bb 12321 5| A1232-8/9 12321
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System Name: Instrument 28 ChO1 Date Calibrated: 3/13/2015 827:00 AM EDT
Sample Set Name: GC28F LLCC 031215 Method Report: CCSum by RF 02
Sample Set Date: 3/12/2015 11:5741 AM EDT User Name: Angela Racine (AngelaR)
Processing Method: GC28F LLCC 031215
Calibration Component Summary Table
Component Summary For RF
Sample Name | A1232 | A1232-8/9
1 031232A 425.8569 | 210.0169
2 031232B 430.2110 | 218.5084
3 031232C 461.3387 | 219.9561
4 031232D 429.2152'|  203.0680
5 031232E 435.9753 | 203.8464
Mean 436.519 211.079
Std. Dev. 14.345 7.931
% RSD 3.29 3.76
lofl1l
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Name: A1232 Coefficient constant A: 4.374557
System Name: Instrument 28 ChO1 Coefficient first Order B: 436.186966
Date Calibrated: 3/13/2015 827:00 AM EDT Coefficient first Order C: 0.000000
Processing Method: GC28F_LLCC 031215 Coefficient first Order D: 0.000000
Fit Type: Linear (1st Order) Correlation coefficient R: 0.999648
Method Report: CCurve Rpt Coeflicient of determination R"2: 0.999296
Calibration Curve
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Amount
Point Table
Peak: A1232
Name Ar;l;}gnt Response | Calc. Value | % Deviation | Manual | Ignore
1| A1232 5.00 2129 4.9 2569 | No No
21 A1232 10.00 4302 9.9 -1.470 | No No
31 Al1232 20.00 9227 21.1 5.716 | No No
41 A1232 50.00 21461 49.2 -1.618 | No No
51 A1232 100.00 43598 99.9 -0.059 | No No
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Name: A1232-8/9 Coeflicient constant A: 96.834008
System Name: Instrument 28 ChO1 Coefficient first Order B: 203.719773
Date Calibrated: 3/13/2015 827:00 AM EDT Coefficient first Order C: 0.000000
Processing Method: GC28F_LLCC 031215 Coefficient first Order D: 0.000000
Fit Type: Linear (1st Order) Correlation coefficient R: 0.999584
Method Report: CCurve Rpt Coeflicient of determination R"2: 0.999168
Calibration Curve
24000.0
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16000.0
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4000.0-
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-40000; [ ‘ [ [ ‘ [ [ ‘ [ [ ‘ [ [ [ [ ‘ [ [ ‘ [ [ ‘ [ [ ‘ [ [ ‘ [ [ ‘ [
0.00 10.00 20.00 30.00 40.00 50.00 60.00 70.00 80.00 90.00 100.00
Amount
Point Table
Peak: A1232-8/9
Name Ar}r’ll());nt Response | Calc. Value | % Deviation | Manual | Ignore
1| A1232-8/9 5.00 1050 47 -6.416 | No No
2| A1232-8/9 10.00 2185 10.3 2.506 | No No
3 A1232-8/9 20.00 4399 21.1 5.593 | No No
41 A1232-8/9 50.00 10153 494 -1.271 | No No
51 A1232-8/9 100.00 20385 99.6 -0.413 | No No
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Sample Name: 031232A Sample Amount: 1
Sample ID: A1232 5 PPB Dilution: 1
Date Acquired: 3/12/2015 4:16:15 PM EDT Extract Volume: 1
Project Name: GC28F Jan 2015 Date Processed: 3/13/2015 8:0143 AM EDT
Sample Set Name: GC28F LLCC 031215 User Name: Angela Racine (AngelaR)
Processing Method: GC28F LLCC 031215 Current Date: 3/13/2015
Run Time: 10.0 Minutes Current Time: 10:40:31 AM US/Eastern
Report Name: CalStd rpt plt LIMS File ID: GC28F-1565-13 [m]

Peak Results Group Results

II\JIZ?:; Re(tr;]]l;le Intf:rgra:on (ué’iic) Group Group Area | Solution Conc.
yp Name (uV*sec) ng/mL
1| PCB-5 2.759 | bb 646 11 At016 1483
2 | PCB-7 3.440 | bb 202 5| A1221 646
3| PCB-8 3.771 | bb 815 3| A1 646
4| PCB-9 3.880 | bb 264 AR 2129 5.000
> | PCB-10 3954 | bb 202 5| A1232-8/9 1050 5.000
6| Al242 1483
80.00
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60.00
50.00
> ]
£ 40.00
30.00
2000
10.00
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] - o 0 oh
0 O(F: & g RS et
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1.00 2.00 3.00 4.00 5.00 6.00 7.00 8.00 9.00 10.00
Minutes
Sample Name: 031232A 1ofl
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Sample Name: 031232B Sample Amount: 1
Sample ID: A1232 10 PPB Dilution: 1
Date Acquired: 3/12/2015 4:30:03 PM EDT Extract Volume: 1
Project Name: GC28F Jan 2015 Date Processed: 3/13/2015 7:58:15 AM EDT
Sample Set Name: GC28F LLCC 031215 User Name: Angela Racine (AngelaR)
Processing Method: GC28F LLCC 031215 Current Date: 3/13/2015
Run Time: 10.0 Minutes Current Time: 10:40:49 AM US/Eastern
Report Name: CalStd rpt plt LIMS File ID: GC28F-1565-14 [m]

Peak Results Group Results

II\JIZ?:; Re(tr;]]l;le Intf:rgra:on (ué’iic) Group Group Area | Solution Conc.
yp Name (uV*sec) ng/mL
1| PCB-5 2.758 | bb 1257 T atos 3045
2 | PCB-7 3.445 | bb 604 N 257
3| PCB-8 3.772 | bb 1442 R 1257
4| PCB9 3881 ) bb 675 4| A1232 4302 10.000
> | PCB-10 3950 ] bb 323 5| A1232-8/9 2185 10.000
6| A1242 3045
80.00
70.00
60.00
50.00
> ]
E 40.00
30.00
2000
10.00-
] o = o2
] a} A 20 ot
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Minutes
Sample Name: 031232B 1ofl
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Sample Name: 031232C Sample Amount: 1
Sample ID: A1232 20 PPB Dilution: 1
Date Acquired: 3/12/2015 4:43:54 PM EDT Extract Volume: 1
Project Name: GC28F Jan 2015 Date Processed: 3/13/2015 7:58:44 AM EDT
Sample Set Name: GC28F LLCC 031215 User Name: Angela Racine (AngelaR)
Processing Method: GC28F LLCC 031215 Current Date: 3/13/2015
Run Time: 10.0 Minutes Current Time: 10:41:07 AM US/Eastern
Report Name: CalStd rpt plt LIMS File ID: GC28F-1565-15 [m]

Peak Results Group Results

II\JIZ?:; Re(tr;]]l;le Intf:rgra:on (ué’iic) Group Group Area | Solution Conc.
yp Name (uV*sec) ng/mL
1| PCB-5 2.758 | bb 2453 11 At016 6774
2 | PCB-7 3.445 | bb 878 5| A1221 9453
3| PCB-8 3.772 | bb 3619 3| A1 2453
4| PCB-9 3.881 | bb 1208 AR 9027 20.000
> | PCB-10 3950 | bb 1068 5| A1232-8/9 4399 20.000
6| Al242 6774
80.00
70.00
60.00
50.00
> ]
£ 40.00
30.00
2000
10.00-
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7 o] : m A
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Sample Name: 031232C 1ofl
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Sample Name: 031232D Sample Amount: 1
Sample ID: A1232 50 PPB Dilution: 1
Date Acquired: 3/12/2015 4:57:42 PM EDT Extract Volume: 1
Project Name: GC28F Jan 2015 Date Processed: 3/13/2015 7:59:28 AM EDT
Sample Set Name: GC28F LLCC 031215 User Name: Angela Racine (AngelaR)
Processing Method: GC28F LLCC 031215 Current Date: 3/13/2015
Run Time: 10.0 Minutes Current Time: 10:41:221 AM US/Eastern
Report Name: CalStd rpt plt LIMS File ID: GC28F-1565-16 [m]

Peak Results Group Results

II\JIZ?:; Re(tr;]]l;le Intf:rgra:on (ué’iic) Group Group Area | Solution Conc.
yp Name (uV*sec) ng/mL
1 | PCB-5 2.757 | bb 5339 | At016 16121
2 | PCB-7 3.445 | bb 2524 5| A1221 5339
3 | PCB-8 3.772 | bb 7907 3| A1212 5339
4| PCB9 3880 | bb 3400 41 A1232 21461 50.000
> | PCB-10 3949 | bb 229 51 A1232-8/9 10153 50.000
6| Al242 16121
80.00
70.00
60.00
50.00
> ]
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30.00
2000
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Sample Name: 031232D 1ofl

Pace Analytical Services, Inc. August 08,2015 15070436 - Page 73 of 176



Pace Analytical Services - NY Lab , 2190 Technology Drive, Schenectady, NY 12308
Phone: (518) 346-4592 Fax: (518) 381-6055
www.pacelabs.com

Sample Name: 031232E Sample Amount: 1
Sample ID: A1232 100 PPB Dilution: 1
Date Acquired: 3/12/2015 5:11:44 PM EDT Extract Volume: 1
Project Name: GC28F Jan 2015 Date Processed: 3/13/2015 7:59:55 AM EDT
Sample Set Name: GC28F LLCC 031215 User Name: Angela Racine (AngelaR)
Processing Method: GC28F LLCC 031215 Current Date: 3/13/2015
Run Time: 10.0 Minutes Current Time: 10:41:39 AM US/Eastern
Report Name: CalStd rpt plt LIMS File ID: GC28F-1565-17 [m]

Peak Results Group Results

II\JIZ?:; Re(tr;]]l;le Intf:rgra:on (ué’iic) Group Group Area | Solution Conc.
yp Name (uV*sec) ng/mL
1| PCB-5 2.758 | bb 10600 11 At016 32997
2 | PCB-7 3.445 | bb 5318 5| A1221 10600
3| PCB-8 3.771 | bb 16564 3| A1 10600
4| PCB9 3880 | bb 6649 41 A1232 43598 100.000
> | PCB-10 3949 | bb 4466 5| A1232-8/9 20385 100.000
6 A1242 32997
80.00
70.00
60.00
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Sample Name: 031232E 1ofl
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System Name: Instrument 28 ChO1 Date Calibrated: 3/13/2015 827:00 AM EDT
Sample Set Name: GC28F LLCC 031215 Method Report: CCSum by RF 02
Sample Set Date: 3/12/2015 11:5741 AM EDT User Name: Angela Racine (AngelaR)
Processing Method: GC28F LLCC 031215
Calibration Component Summary
Table
Component Summary For RF
Sample Name | A1242
1 031242A 626.7051
2 031242B 687.5512
3 031242C 700.1744
4 031242D 671.1711
5 031242E 646.5434
Mean 666.429
Std. Dev. 29.920
% RSD 4.49
lofl1l
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Name: Al1242 Coeflicient constant A: 117.434188
System Name: Instrument 28 ChO1 Coefficient first Order B: 657.504040
Date Calibrated: 3/13/2015 8:27:00 AM EDT Coefficient first Order C: 0.000000
Processing Method: GC28F_LLCC 031215 Coefficient first Order D: 0.000000
Fit Type: Linear (1st Order) Correlation coefficient R: 0.999357
Method Report: CCurve Rpt Coeflicient of determination R"2: 0.998715
Calibration Curve
80000.0
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60000.0
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< 30000.0
20000.0-
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-10000.0-
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0.00 10.00 20.00 30.00 40.00 50.00 60.00 70.00 80.00 90.00 100.00
Amount
Point Table
Peak: A 1242
Name Ar;l;}gnt Response | Calc. Value | % Deviation | Manual | Ignore
1| A1242 5.00 3134 4.6 -8.256 | No No
2| Al1242 10.00 6876 10.3 2.784 | No No
3| Al1242 20.00 14003 21.1 5.597 | No No
41 A1242 50.00 33559 50.9 1.721 | No No
51 Al1242 100.00 64654 98.2 -1.846 | No No
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Sample Name: 031242A Sample Amount: 1
Sample ID: A1242 5 PPB Dilution: 1
Date Acquired: 3/12/2015 52530 PM EDT Extract Volume: 1
Project Name: GC28F Jan 2015 Date Processed: 3/13/2015 8:0343 AM EDT
Sample Set Name: GC28F LLCC 031215 User Name: Angela Racine (AngelaR)
Processing Method: GC28F LLCC 031215 Current Date: 3/13/2015
Run Time: 10.0 Minutes Current Time: 10:41:57 AM US/Eastern
Report Name: CalStd rpt plt LIMS File ID: GC28F-1565-18 [m]

Peak Results Group Results

II\JIZ?:; Re(tr;]]l;le Intf:rgra:on (ué’iic) Group Group Area | Solution Conc.
yp Name (uV*sec) ng/mL
1| PCB-6 3.241 | by 535 T atos 4
2 | PCB-7 3.443 | bb 451 N 508
3| PCB-8 3.769 | bb 1129 R o3
4| PCB9 3885 | bb 556 4| A1242 3134 5.000
5| PCB-10 3.951 | bb 462
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Sample Name: 031242A 1ofl
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Sample Name: 031242B Sample Amount: 1
Sample ID: A1242 10 PPB Dilution: 1
Date Acquired: 3/12/2015 5:39:16 PM EDT Extract Volume: 1
Project Name: GC28F Jan 2015 Date Processed: 3/13/2015 8:04:08 AM EDT
Sample Set Name: GC28F LLCC 031215 User Name: Angela Racine (AngelaR)
Processing Method: GC28F LLCC 031215 Current Date: 3/13/2015
Run Time: 10.0 Minutes Current Time: 10:42:11 AM US/Eastern
Report Name: CalStd rpt plt LIMS File ID: GC28F-1565-19 [m]

Peak Results Group Results

II\JIZ?:; Re(tr;]]l;le Intf:rgra:on (ué’iic) Group Group Area | Solution Conc.
yp Name (uV*sec) ng/mL
1 | PCB-6 3.240 [ bV 975 | At016 6876
2 | PCB-7 3.444 | bb 1043 5 A1232 5001
3 | PCB-8 3.772 | bb 2964 3| A1232-8/9 1834
4| PCB9 3881 ) bb 1103 41 A1242 6876 10.000
5 | PCB-10 3.950 | bb 791
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> ]
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Sample Name: 031242B 1ofl
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Sample Name: 031242C Sample Amount: 1
Sample ID: A1242 20 PPB Dilution: 1
Date Acquired: 3/12/2015 5:52:57 PM EDT Extract Volume: 1
Project Name: GC28F Jan 2015 Date Processed: 3/13/2015 8:04:38 AM EDT
Sample Set Name: GC28F LLCC 031215 User Name: Angela Racine (AngelaR)
Processing Method: GC28F LLCC 031215 Current Date: 3/13/2015
Run Time: 10.0 Minutes Current Time: 10:42:31 AM US/Eastern
Report Name: CalStd rpt plt LIMS File ID: GC28F-1565-20 [m]

Peak Results Group Results

II\JIZ?:; Re(tr;]]l;le Intf:rgra:on (ué’iic) Group Group Area | Solution Conc.
yp Name (uV*sec) ng/mL
1 | PCB-6 3.242 | bV 1847 | At016 14003
2 | PCB-7 3.445 | bb 2009 NN 12157
3 | PCB-8 3.772 | bb 6097 3| A1232-8/9 1653
4| PCB9 3881 | bB 2407 41 A1242 14003 20.000
5 | PCB-10 3.950 | Bb 1644
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Sample Name: 031242C 1ofl
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Sample Name: 031242D Sample Amount: 1
Sample ID: A1242 50 PPB Dilution: 1
Date Acquired: 3/12/2015 6:06:59 PM EDT Extract Volume: 1
Project Name: GC28F Jan 2015 Date Processed: 3/13/2015 8:04:58 AM EDT
Sample Set Name: GC28F LLCC 031215 User Name: Angela Racine (AngelaR)
Processing Method: GC28F LLCC 031215 Current Date: 3/13/2015
Run Time: 10.0 Minutes Current Time: 10:42:54 AM US/Eastern
Report Name: CalStd rpt plt LIMS File ID: GC28F-1565-21 [m]

Peak Results Group Results

II\JIZ?:; Re(tr;]]l;le Intf:rgra:on (ué’iic) Group Group Area | Solution Conc.
yp Name (uV*sec) ng/mL
1| PCB-6 3.242 | bV 4482 T atos 33559
2 | PCB-7 3.445 | bb 4543 N 20076
3| PCB-8 3.772 | bb 14379 > A28 2508
4| PCB9 3881 | bB o189 4| A1242 33559 50.000
5| PCB-10 3.950 | Bb 3965
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Sample Name: 031242D 1ofl

Pace Analytical Services, Inc. August 08,2015 15070436 - Page 80 of 176



Pace Analytical Services - NY Lab , 2190 Technology Drive, Schenectady, NY 12308
Phone: (518) 346-4592 Fax: (518) 381-6055
www.pacelabs.com

Sample Name: 031242E Sample Amount: 1
Sample ID: A1242 100 PPB Dilution: 1
Date Acquired: 3/12/2015 6221:10 PM EDT Extract Volume: 1
Project Name: GC28F Jan 2015 Date Processed: 3/13/2015 8:0523 AM EDT
Sample Set Name: GC28F LLCC 031215 User Name: Angela Racine (AngelaR)
Processing Method: GC28F LLCC 031215 Current Date: 3/13/2015
Run Time: 10.0 Minutes Current Time: 10:43:12 AM US/Eastern
Report Name: CalStd rpt plt LIMS File ID: GC28F-1565-22 [m]

Peak Results Group Results

IZZ?:; Re(tr;]]l;le Intf:rgra:on (ué’iic) Group Group Area | Solution Conc.
yp Name (uV*sec) ng/mL

1| PCB-6 3242 [ bV 8642 T atoe 6o

2| PcB-7 3.446 | bb 8926 T aom Py—

3| PCB-8 3.772 | bb 27902 AR pp—

4| PeB9 3881 | bV 11326 4| An242 64654 100.000
5| PCB-10 3.950 | Vb 7857
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> ]
E 4000
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Sample Name: 031242E 1ofl
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System Name: Instrument 28 ChO1 Date Calibrated: 3/13/2015 827:00 AM EDT
Sample Set Name: GC28F LLCC 031215 Method Report: CCSum by RF 02
Sample Set Date: 3/12/2015 11:5741 AM EDT User Name: Angela Racine (AngelaR)

Processing Method: GC28F LLCC 031215

Calibration Component Summary Table
Component Summary For RF

Sample Name | A1248-11/15 | A1248-14/15 | A1248

1 031248A 475.1758 360.4375 | 797.2567

2 031248B 483.4936 384.1133 | 794.7805

3 031248C 496.9337 371.1287 | 774.1311

4 031248D 466.0032 349.3627 | 725.3930

5 031248E 485.0390 359.0106 | 749.4639
Mean 481.329 364.811 | 768.205
Std. Dev. 11.562 13.266 30.698
% RSD 2.40 3.64 4.00

lofl
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Name: A1248 Coeflicient constant A: 384.678077
System Name: Instrument 28 ChO1 Coefficient first Order B: 738.969492
Date Calibrated: 3/13/2015 8:27:00 AM EDT Coefficient first Order C: 0.000000
Processing Method: GC28F_LLCC 031215 Coefficient first Order D: 0.000000
Fit Type: Linear (1st Order) Correlation coefficient R: 0.999717
Method Report: CCurve Rpt Coeflicient of determination R"2: 0.999434
Calibration Curve
90000.0
80000.0]
70000.0]
60000.0
50000.0]
5 40000.0]
< ]
30000.0
20000.0
10000.0-|
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| 0.60 | ‘10‘.00‘ ‘20‘.00‘ ‘30‘.00‘ ‘40‘.00‘ ‘50‘.00‘ ‘60‘.00‘ ‘70‘.00‘ ‘80‘.00‘ ‘90‘.00‘ ‘10(;.0(‘)
Amount
Point Table
Peak: A 1248
Name Ar;l;}gnt Response | Calc. Value | % Deviation | Manual | Ignore
1| A1248 5.00 3986 4.9 2524 | No No
2| A1248 10.00 7948 10.2 2.347 | No No
3] A1248 20.00 15483 204 2.155 | No No
41 A1248 50.00 36270 48.6 -2.878 | No No
51 A1248 100.00 74946 100.9 0.900 | No No
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Name: A1248-11/15 Coeflicient constant A: 10.190804
System Name: Instrument 28 ChO1 Coefficient first Order B: 480.554565
Date Calibrated: 3/13/2015 8:27:00 AM EDT Coefficient first Order C: 0.000000
Processing Method: GC28F_LLCC 031215 Coefficient first Order D: 0.000000
Fit Type: Linear (1st Order) Correlation coefficient R: 0.999670
Method Report: CCurve Rpt Coeflicient of determination R"2: 0.999341
Calibration Curve
50000.0-
40000(%7
30000.(%7
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< |
20000.0
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Amount
Point Table
Peak: A1248-11/15
Name Ar;ll())]gnt Response | Calc. Value | % Deviation | Manual | Ignore
1| A1248-11/15 5.00 2376 4.9 -1.543 [ No No
2| A1248-11/15 10.00 4835 10.0 0.400 | No No
3| A1248-11/15 20.00 9939 20.7 3.302 | No No
4| A1248-11/15 50.00 23300 48.5 -3.070 | No No
5| A1248-11/15 100.00 48504 100.9 0.912 | No No
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Name: A1248-14/15 Coeflicient constant A: 116.431219
System Name: Instrument 28 ChO1 Coefficient first Order B: 355.961793
Date Calibrated: 3/13/2015 8:27:00 AM EDT Coefficient first Order C: 0.000000
Processing Method: GC28F_LLCC 031215 Coefficient first Order D: 0.000000
Fit Type: Linear (1st Order) Correlation coefficient R: 0.999650
Method Report: CCurve Rpt Coeflicient of determination R"2: 0.999300
Calibration Curve
40000.0
35000.0
30000.0
25000.0
20000.0
8 ]
< ]
15000.0
10000.0
5000.0
0.0+
-5000.0
1 [ ‘ [ [ ‘ [ [ ‘ [ [ ‘ [ [ ‘ [ [ ‘ [ [ ‘ [ [ ‘ [ [ ‘ [ [ ‘ [ [ ‘ [
0.00 10.00 20.00 30.00 40.00 50.00 60.00 70.00 80.00 90.00 100.00
Amount
Point Table
Peak: A1248-14/15
Name Ar;ll())]gnt Response | Calc. Value | % Deviation | Manual | Ignore
1| A1248-14/15 5.00 1802 4.7 -5.284 [ No No
2| A1248-14/15 10.00 3841 10.5 4.638 | No No
3| A1248-14/15 20.00 7423 20.5 2.625 | No No
4| A1248-14/15 50.00 17468 48.7 -2.508 | No No
5| A1248-14/15 100.00 35901 100.5 0.529 | No No
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Sample Name: 031248A Sample Amount: 1
Sample ID: A1248 5 PPB Dilution: 1
Date Acquired: 3/12/2015 6:34:59 PM EDT Extract Volume: 1
Project Name: GC28F Jan 2015 Date Processed: 3/13/2015 8:09:03 AM EDT
Sample Set Name: GC28F LLCC 031215 User Name: Angela Racine (AngelaR)
Processing Method: GC28F LLCC 031215 Current Date: 3/13/2015
Run Time: 10.0 Minutes Current Time: 10:43:32 AM US/Eastern
Report Name: CalStd rpt plt LIMS File ID: GC28F-1565-23 [m]

Peak Results

Peak
Name

Ret Time
(min)

Integration

Area

Type (uV*sec)

1| PCB-11 4.229

bb

444

2 | PCB-12 4.532

bb

904

3| PCB-13 4.814

bV

454

4| PCB-14 4.884

Vb

1018

5 | PCB-15 5.053

bb

1166

Group Results

Group
Name

Group Area
(uV*sec)

Solution Conc.
ng/mL

—

A1248 3986

5.000

(3]

A1248-11/15 2376

5.000

w

A1248-14/15 1802

5.000

mV

PCB-11
PCB-12
B
& PCB-15

Sample Name: 031248A
Pace Analytical Services, Inc.

Minutes

1of1
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Sample Name: 031248B Sample Amount: 1
Sample ID: A1248 10 PPB Dilution: 1
Date Acquired: 3/12/2015 6:48:48 PM EDT Extract Volume: 1
Project Name: GC28F Jan 2015 Date Processed: 3/13/2015 8:09:33 AM EDT
Sample Set Name: GC28F LLCC 031215 User Name: Angela Racine (AngelaR)
Processing Method: GC28F LLCC 031215 Current Date: 3/13/2015
Run Time: 10.0 Minutes Current Time: 10:43:51 AM US/Eastern
Report Name: CalStd rpt plt LIMS File ID: GC28F-1565-24 [m]

Peak Results
Ret Time

Group Results

Peak Integration Area

Name

(min)

Type

Group

£3
(uV*sec) Name

PCB-11

4.231

bv

Group Area
(uV*sec)

Solution Conc.
ng/mL

1011

—

A1248

PCB-12

4.533

bb

7948

10.000

1808

(3]

A1248-11/15

PCB-13

4.816

bV

4835

10.000

1021

w

A1248-14/15

3841

10.000

4| PCB-14 4.886 | Vb 2005

5 | PCB-15 5.054 | bb 2102

I
CB-11
PCB-12
et
PCB-15

Minutes

1ofl
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Sample Name: 031248C Sample Amount: 1
Sample ID: A1248 20 PPB Dilution: 1
Date Acquired: 3/12/2015 7:02:36 PM EDT Extract Volume: 1
Project Name: GC28F Jan 2015 Date Processed: 3/13/2015 8:10:02 AM EDT
Sample Set Name: GC28F LLCC 031215 User Name: Angela Racine (AngelaR)
Processing Method: GC28F LLCC 031215 Current Date: 3/13/2015
Run Time: 10.0 Minutes Current Time: 10:44.04 AM US/Eastern
Report Name: CalStd rpt plt LIMS File ID: GC28F-1565-25 [m]

Peak Results Group Results

II\JIZ?:; Re(tr;]]l;le Intf:rgra:on (ué’iic) Group Group Area | Solution Conc.
yp Name (uV*sec) ng/mL
PCB-11 42311 bV 1835 1] A1248 15483 20.000
PCB-12 4531 | bb 3574 2| A1248-11/15 9939 20.000
PCB-13 4814 | bV 2013 3| A1248-14/15 7423 20.000
4 | PCB-14 4.884 | Vb 4351
5 | PCB-15 5.053 | bb 3709
80.00
70.00-
60.00
50.00
> ]
£ 40.00
30.00
20,00
10.00 e =
] T oog ma
, 2 £ &8
[ [ ‘ [ [ ‘ [ [ ‘ [ [ ‘ [ [ ‘ [ [ ‘ [ [ ‘ [ [ ‘ [ [
1.00 2.00 3.00 4.00 5.00 6.00 7.00 8.00 9.00 10.00
Minutes
Sample Name: 031248C 1ofl
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Sample Name: 031248D Sample Amount: 1
Sample ID: A1248 50 PPB Dilution: 1
Date Acquired: 3/12/2015 7:1626 PM EDT Extract Volume: 1
Project Name: GC28F Jan 2015 Date Processed: 3/13/2015 8:10:33 AM EDT
Sample Set Name: GC28F LLCC 031215 User Name: Angela Racine (AngelaR)
Processing Method: GC28F LLCC 031215 Current Date: 3/13/2015
Run Time: 10.0 Minutes Current Time: 10:44:27 AM US/Eastern
Report Name: CalStd rpt plt LIMS File ID: GC28F-1565-26 [m]

Peak Results Group Results

IZZ?:; Re(tr;]]l;le Intf:rgra:on (ué’iic) Group Group Area | Solution Conc.
yp Name (uV*sec) ng/mL

1| PCB-11 4232 [ bV 4395 T a0 26270 50,000
2 | PCB-12 4.533 | bb 8829 2| Ar248-11/15 23300 50.000
3 | PCB-13 4815 | bV 4243 3| A1248-1415 17468 50.000
4| PCB-14 4.885 | Vb 10227

5| PCB-15 5.054 | bb 8574

80.00

70.00-

60.00

50.00
> ]
E 40.00

30.00

20,00

] a8 s 2
10.00 = £ %8
] MVMJ/WM
oo(y:»\”
] ] ‘ ] ] ‘ ] ] ‘ ] ] ‘ ] ] ‘ ] ] ‘ ] ] ‘ ] ] ‘ ]

Minutes

Sample Name: 031248D 1ofl
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Sample Name: 031248E Sample Amount: 1
Sample ID: A1248 100 PPB Dilution: 1
Date Acquired: 3/12/2015 7:30:37 PM EDT Extract Volume: 1
Project Name: GC28F Jan 2015 Date Processed: 3/13/2015 8:11:00 AM EDT
Sample Set Name: GC28F LLCC 031215 User Name: Angela Racine (AngelaR)
Processing Method: GC28F LLCC 031215 Current Date: 3/13/2015
Run Time: 10.0 Minutes Current Time: 10:44:50 AM US/Eastern
Report Name: CalStd rpt plt LIMS File ID: GC28F-1565-27 [m]

Peak Results

Group Results

II\JIZ?:; Re(;ll;r]:;le Intf:rgra:on (ué’iic) Group Group Area | Solution Conc.
yp Name (uV*sec) ng/mL

PCB-11 4232] bV 8932 1] A1248 74946 100.000
PeB-12 4532 | bb 17877 2| A1248-11/15 48504 100.000
PCB-13 4816] bV 02 3| A1248-14/15 35901 100.000
PCB-14 4.886 | Vb 21535

PCB-15 5.054 | bb 17510
80.00-
70.00-
60.00

Sample Name: 031248E
Pace Analytical Services, Inc.

Minutes
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System Name: Instrument 28 ChO1 Date Calibrated: 3/13/2015 827:00 AM EDT
Sample Set Name: GC28F LLCC 031215 Method Report: CCSumby RF 01
Sample Set Date: 3/12/2015 11:5741 AM EDT User Name: Angela Racine (AngelaR)

Processing Method: GC28F LLCC 031215

Calibration Component Summary Table
Component Summary For RF

Sample Name | A1254-17/18 | A1254-19/20 | A1254-20 [ A1254

1 031254B 617.8592 643.6308 | 834.1294 | 1083.1181

2 031254C 647.3582 664.6742 | 872.4202 | 1125.9373

3 031254D 637.2604 637.2992 | 836.9654 | 1090.1768

4 031254A 605.1700 611.1461 | 778.6061 | 1035.4491

5 031254E 647.6627 650.4201 | 855.7527 | 1112.2700
Mean 631.062 641.434 | 835.575| 1089.390
Std. Dev. 18.870 19.749 35.405 34.673
% RSD 2.99 3.08 4.24 3.18

Calibration Component Summary Table
Component Summary For RF

Sample Name | TCMX DCBP

1 031254A 5239.8087 | 5025.4863

2 031254B 4970.9439 | 4342.2300

3 031254C 5058.9984 | 4303.6701

4 031254D 4821.8654 | 4111.6657

5 031254E 4809.5106 | 3903.1343
Mean 4980.225 | 4337.237
Std. Dev. 178.813 422.542
% RSD 3.59 9.74

lofl
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Name: Al1254 Coefficient constant A: -300.862518
System Name: Instrument 28 ChO1 Coefficient first Order B: 1112.255821
Date Calibrated: 3/13/2015 8:27:00 AM EDT Coefficient first Order C: 0.000000
Processing Method: GC28F_LLCC 031215 Coefficient first Order D: 0.000000
Fit Type: Linear (1st Order) Correlation coefficient R: 0.999893
Method Report: CCurve Rpt Coeflicient of determination R"2: 0.999785
Calibration Curve
120000.0
100000.(%7
80000.(%7
s 60000.0
< ]
40000.(%7
20000.0+
0.0
—20000‘(%7
0.60 10{00 20‘.00 30‘.00 40ﬁ00 50‘.00 60‘.00 70‘.00 80‘.00 90‘.00 100‘.00
Amount
Point Table
Peak: A 1254
Name Ar;l;}gnt Response | Calc. Value | % Deviation | Manual | Ignore
1| A1254 5.00 5177 4.9 -1.496 | No No
2| A1254 10.00 10831 10.0 0.085 | No No
3 A1254 20.00 22519 20.5 2.583 | No No
41 Al1254 50.00 54509 49.3 -1.444 | No No
5| A1254 100.00 111227 100.3 0.272 | No No
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Name: A1254-17/18 Coeflicient constant A: -224.548431
System Name: Instrument 28 ChO1 Coefficient first Order B: 648.127772
Date Calibrated: 3/13/2015 8:27:00 AM EDT Coefficient first Order C: 0.000000
Processing Method: GC28F_LLCC 031215 Coefficient first Order D: 0.000000
Fit Type: Linear (1st Order) Correlation coefficient R: 0.999948
Method Report: CCurve Rpt Coeflicient of determination R"2: 0.999897
Calibration Curve
70000.0-
60000.0-
50000.0-
40000.0-
8 :
< 30000.0
20000.0-
10000.0-
0.0
-10000.0-
[ ‘ [ [ ‘ [ [ ‘ [ [ ‘ [ [ ‘ [ [ ‘ [ [ ‘ [ [ ‘ [ [ ‘ [ [ ‘ [ [ ‘ [
0.00 10.00 20.00 30.00 40.00 50.00 60.00 70.00 80.00 90.00 100.00
Amount
Point Table
Peak: A1254-17/18
Name Ar;ll())]gnt Response | Calc. Value | % Deviation | Manual | Ignore
1| A1254-17/18 5.00 3026 5.0 0.301 | No No
2| A1254-17/18 10.00 6179 9.9 -1.206 | No No
3| A1254-17/18 20.00 12947 20.3 1.614 | No No
4 A1254-17/18 50.00 31863 49.5 -0.984 | No No
51 A1254-17/18 100.00 64766 100.3 0.275 | No No
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Name: A1254-19/20 Coeflicient constant A: -113.376258
System Name: Instrument 28 ChO1 Coefficient first Order B: 650.050662
Date Calibrated: 3/13/2015 8:27:00 AM EDT Coefficient first Order C: 0.000000
Processing Method: GC28F_LLCC 031215 Coefficient first Order D: 0.000000
Fit Type: Linear (1st Order) Correlation coefficient R: 0.999846
Method Report: CCurve Rpt Coeflicient of determination R"2: 0.999692
Calibration Curve
70000.0-
60000.0-
50000.0-
40000.0-
5 ]
< 30000.01
20000.0-
10000.0-
s
-10000.0-
[ ‘ [ [ ‘ [ [ ‘ [ [ ‘ [ [ ‘ [ [ ‘ [ [ ‘ [ [ ‘ [ [ ‘ [ [ ‘ [ [ ‘ [
0.00 10.00 20.00 30.00 40.00 50.00 60.00 70.00 80.00 90.00 100.00
Amount
Point Table
Peak: A 1254-19/20
Name Ar;ll())]gnt Response | Calc. Value | % Deviation | Manual | Ignore
1| A1254-19/20 5.00 3056 4.9 -2.497 | No No
2 | A1254-19/20 10.00 6436 10.1 0.757 | No No
3| A1254-19/20 20.00 13293 20.6 3.122 | No No
4| A1254-19/20 50.00 31865 49.2 -1.613 | No No
5| A1254-19/20 100.00 65042 100.2 0.231 | No No
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Name: A1254-20 Coeflicient constant A: -278.690942
System Name: Instrument 28 ChO1 Coefficient first Order B: 856.755281
Date Calibrated: 3/13/2015 8:27:00 AM EDT Coefficient first Order C: 0.000000
Processing Method: GC28F_LLCC 031215 Coefficient first Order D: 0.000000
Fit Type: Linear (1st Order) Correlation coefficient R: 0.999824
Method Report: CCurve Rpt Coeflicient of determination R"2: 0.999649
Calibration Curve
100000.0
80000.0
60000.0
8 4
< 40000.0-
20000.0
0.0
[ ‘ [ [ ‘ [ [ ‘ [ [ ‘ [ [ ‘ [ [ ‘ [ [ ‘ [ [ ‘ [ [ ‘ [ [ ‘ [ [ ‘ [
0.00 10.00 20.00 30.00 40.00 50.00 60.00 70.00 80.00 90.00 100.00
Amount
Point Table
Peak: A1254-20
Name AI;];;IH Response | Calc. Value | % Deviation | Manual | Ignore
1| A1254-20 5.00 3893 4.9 -2.616 | No No
2| A1254-20 10.00 8341 10.1 0.612 | No No
3| A1254-20 20.00 17448 20.7 3.455 | No No
4| A1254-20 50.00 41848 49.2 -1.659 | No No
5| A1254-20 100.00 85575 100.2 0.208 | No No
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Name: TCMX Coefficient constant A: 518.497735
System Name: Instrument 28 ChO1 Coefficient first Order B: 4775.418806
Date Calibrated: 3/13/2015 8:27:00 AM EDT Coefficient first Order C: 0.000000
Processing Method: GC28F_LLCC 031215 Coefficient first Order D: 0.000000
Fit Type: Linear (1st Order) Correlation coefficient R: 0.999659
Method Report: CCurve Rpt Coeflicient of determination R"2: 0.999318
Calibration Curve
45000.0-
40000.0-
35000.0-]
30000.0-]
25000.0
£ 200000
< ]
15000.0
10000.0
5000.0
0.0
-5000.0-]
‘0‘00‘ ‘1‘0()‘ ‘2‘00‘ ‘360‘ ‘4.‘00‘ ‘5‘00‘ ‘6‘00‘ ‘7‘0()‘ ‘8‘00‘
Amount
Point Table
Peak: TCMX
Name Ar;lgl;nt Response | Calc. Value | % Deviation | Manual | Ignore
1| TCMX 1.00 5240 1.0 -1.133 | No No
2 | TCMX 2.50 12427 2.5 -0.249 | No No
3 TCMX 4.00 20236 4.1 3.224 | No No
4| TCMX 5.00 24109 4.9 -1.199 | No No
5| TCMX 8.00 38476 7.9 -0.643 | No No
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Name: DCBP Coeflicient constant A: 13024.115250
System Name: Instrument 28 ChO1 Coefficient first Order B: 3822.784713
Date Calibrated: 3/13/2015 8:27:00 AM EDT Coefficient first Order C: 0.000000
Processing Method: GC28F_LLCC 031215 Coefficient first Order D: 0.000000
Fit Type: Linear (1st Order) Correlation coefficient R: 0.999282
Method Report: CCurve Rpt Coeflicient of determination R"2: 0.998564
Calibration Curve
350000~
300000~
250000
200000~
s ]
150000
100000
50000
0]
-50000;\ ‘ [ [ ‘ [ [ ‘ [ [ ‘ [ [ ‘ [ [ ‘ [ [ ‘ [ [ ‘ [ [ ‘ [
0.00 10.00 20.00 30.00 40.00 50.00 60.00 70.00 80.00
Amount
Point Table
Peak: DCBP
Name Ar;l;;nt Response | Calc. Value | % Deviation | Manual | Ignore
1 | DCBP 10.00 50255 9.7 -2.608 | No No
2 | DCBP 25.00 108556 25.0 -0.040 | No No
3 | DCBP 40.00 172147 41.6 4.062 | No No
4 | DCBP 50.00 205583 50.4 0.743 | No No
5 | DCBP 80.00 312251 78.3 -2.157 | No No
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Sample Name: 031254A Sample Amount: 1
Sample ID: Al1254 5 PPB Dilution: 1
Date Acquired: 3/12/2015 74441 PM EDT Extract Volume: 1
Project Name: GC28F Jan 2015 Date Processed: 3/13/2015 74628 AM EDT
Sample Set Name: GC28F_LLCC 031215 User Name: Angela Racine (AngelaR)
Processing Method: GC28F LLCC 031215 Current Date: 3/13/2015
Run Time: 10.0 Minutes Current Time: 10:30:47 AM US/Eastern
Report Name: CalStd_rpt pk 1254 LIMS File ID: GC28F-1565-28 [m]
Peak Results
Peak Ret Time | Integration Area Solution Conc.
Name (min) Type (uV*sec) ng/mL Group Results
1| TCMX 2.381 | bb 5240 1.000 Group Group Area | Solution Conc.
2| PcB-16 5.188 | bb 904 Name (V*sec) ng/mL
3| PCB-17 5.448 | bb 724 Al 177 5000
4| pcB-138 5557 | bb 1427 2| A1254-17/18 3026 5.000
5| peB-19 6.107 | bb 837 3| A1254-19/20 3056 5.000
6 | PCB-20 6.399 | bb 1284 41 A1254-20 3893 5.000
7| pcep 8.829 | bb 50255 10.000 5| A1260 1284
6| A1260-23/24 1284
71 A1262 1284
50.00
] 8
45.00 T
40.00—
35.00
30.00
25.00-
=
& 20,00
15.00
10.00
7 %
] g
5.00 e =% 2§
] 2 20 g 9
] - 9 A | o)
0.00-
5.00]
100‘ ‘2‘00‘ ‘3‘00‘ ‘460‘ ‘5.‘00‘ ‘6‘00‘ ‘7‘00‘ ‘8‘00‘ ‘9‘00‘ ‘10.00
Minutes
Sample Name: 031254A 1ofl
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Sample Name: 031254B Sample Amount: 1
Sample ID: Al1254 10 PPB Dilution: 1
Date Acquired: 3/12/2015 7:58:31 PM EDT Extract Volume: 1
Project Name: GC28F Jan 2015 Date Processed: 3/13/2015 74143 AM EDT
Sample Set Name: GC28F_LLCC 031215 User Name: Angela Racine (AngelaR)
Processing Method: GC28F LLCC 031215 Current Date: 3/13/2015
Run Time: 10.0 Minutes Current Time: 10:31:05 AM US/Eastern
Report Name: CalStd_rpt pk 1254 LIMS File ID: GC28F-1565-29 [m]
Peak Results
Peak Ret Time | Integration Area Solution Conc.
Name (min) Type (uV*sec) ng/mL Group Results
1| TCMX 2.380 | bb 12427 2.500 Group Group Area | Solution Conc.
2| PcB-16 5.187 | bb 1784 Name (uV¥sec) ng/mk
3| PCB-17 5.447 | bV 1747 Al 10831 10.000
4| pcB-138 5557 | Vb 2905 2| A1254-17/18 6179 10.000
5| peB-19 6.108 | bV 1905 3| A1254-19/20 6436 10.000
6 | PCB-20 6.399 | bb 2490 41 A1254-20 8341 10.000
7| pcep 8.830 | bb 108556 25.000 5| A1260 2490
6| A1260-23/24 2490
71 A1262 2490
100.00] &
] 2
90.00
80.00
70.00
60.00]
> 50.00
=) ]
40.00
30.00
20.00] y
] s
] e
10.00 e == N
0.00 L
1.00 | | 2.‘00 | | 3.60 | | 4.60 | | 5.‘00 | | 6.60 | | 7.‘00 | | 8.‘00 | | 9.‘00 | ‘10.00
Minutes
Sample Name: 031254B 1ofl
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Sample Name: 031254C Sample Amount: 1
Sample ID: Al1254 20 PPB Dilution: 1
Date Acquired: 3/12/2015 8:1224 PM EDT Extract Volume: 1
Project Name: GC28F Jan 2015 Date Processed: 3/13/2015 7:42:16 AM EDT
Sample Set Name: GC28F_LLCC 031215 User Name: Angela Racine (AngelaR)
Processing Method: GC28F LLCC 031215 Current Date: 3/13/2015
Run Time: 10.0 Minutes Current Time: 10:31:18 AM US/Eastern
Report Name: CalStd_rpt pk 1254 LIMS File ID: GC28F-1565-30 [m]
Peak Results
Peak Ret Time | Integration Area Solution Conc.
Name (min) Type (uV*sec) ng/mL Group Results
1| TCMX 2.380 | bb 20236 4.000 Group Group Area | Solution Conc.
2| PcB-16 5.186 | bb 372 Name (uV¥sec) ng/mk
3| peB-17 5446 | VV 3220 1] Al1254 22519 20.000
4| pcB-138 5556 | Vb 6352 2| A1254-17/18 12947 20.000
5| peB-19 6.105 | Vv 4155 3| A1254-19/20 13293 20.000
6 | PCB-20 6397 | bV 5070 41 A1254-20 17448 20.000
7| pcep 8.829 | bb 172147 40.000 5| A1260 S070
6| A1260-23/24 5070
71 A1262 5070
160.00— N
| 8
] (=]
140.00—
120.0(%7
100.0(%7
> 80.0(%7
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Sample Name: 031254D Sample Amount: 1
Sample ID: Al1254 50 PPB Dilution: 1
Date Acquired: 3/12/2015 826:35 PM EDT Extract Volume: 1
Project Name: GC28F Jan 2015 Date Processed: 3/13/2015 7:42:48 AM EDT
Sample Set Name: GC28F_LLCC 031215 User Name: Angela Racine (AngelaR)
Processing Method: GC28F LLCC 031215 Current Date: 3/13/2015
Run Time: 10.0 Minutes Current Time: 10:31:36 AM US/Eastern
Report Name: CalStd_rpt pk 1254 LIMS File ID: GC28F-1565-31 [m]
Peak Results
Peak Ret Time | Integration Area Solution Conc.
Name (min) Type (uV*sec) ng/mL Group Results
1| TCMX 2.380 | bb 24109 5.000 Group Group Area | Solution Conc.
2| PcB-16 5.186 | bb 9219 Name (V*sec) ng/mL
3| peB-17 5446 | VV 3060 1] Al1254 54509 50.000
4| pcB-138 5556 | Vb 14586 2| A1254-17/18 31863 50.000
5| peB-19 6.106 | Vv 9983 3| A1254-19/20 31865 50.000
6 | PCB-20 6397 | bV 12661 41 A1254-20 41848 50.000
7| DCBP 8.829 | bb 205583 50.000 5| A1260 12661
6| A1260-23/24 12661
71 A1262 12661
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Sample Name: 031254E Sample Amount: 1
Sample ID: A1254 100 PPB Dilution: 1
Date Acquired: 3/12/2015 8:40:04 PM EDT Extract Volume: 1
Project Name: GC28F Jan 2015 Date Processed: 3/13/2015 7:48:17 AM EDT
Sample Set Name: GC28F_LLCC 031215 User Name: Angela Racine (AngelaR)
Processing Method: GC28F LLCC 031215 Current Date: 3/13/2015
Run Time: 10.0 Minutes Current Time: 10:31:54 AM US/Eastern
Report Name: CalStd_rpt pk 1254 LIMS File ID: GC28F-1565-32 [m]
Peak Results
Peak Ret Time | Integration Area Solution Conc.
Name (min) Type (uV*sec) ng/mL Group Results
1| TCMX 2.379 | bb 38476 8.000 Group Group Area | Solution Conc.
2| PcB-16 5.185 | bb 18581 Name (V*sec) ng/mL
3| peB-17 5446 | VV 16462 1] Al1254 111227 100.000
4| pcB-138 5555 | Vv 29999 2| A1254-17/18 64766 100.000
5| peB-19 6.105 | Vv 20533 3| A1254-19/20 65042 100.000
o | pcB20 6397 | bV 25652 4| A1254-20 85575 100.000
7| pcep 8.829 | bb 312251 80.000 5| A1260 23652
6| A1260-23/24 25652
71 A1262 25652
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System Name: Instrument 28 ChO1 Date Calibrated: 3/13/2015 827:00 AM EDT
Sample Set Name: GC28F LLCC 031215 Method Report: CCSum by RF 02
Sample Set Date: 3/12/2015 11:5741 AM EDT User Name: Angela Racine (AngelaR)

Processing Method:

GC28F LLCC 031215

Calibration Component Summary Table

Pace Analytical Services, Inc.

Component Summary For RF

Sample Name | A1260 | A1260-20 [ A1260-23/24

1 031260A 1259.9683 | 906.4838 974.1454

2 031260B 1279.4639 | 950.1885 912.7428

3 031260C 1180.8541 | 838.0142 953.7271

4 031260D 1189.8381 | 847.7020 966.2153

5 031260E 1241.3035 | 883.9399 1007.7661

Mean 1230.286 885.266 962.919

Std. Dev. 43.303 45.581 34.461

% RSD 3.52 5.15 3.58
lofl
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Name: A1260 Coeflicient constant A: 140.067556
System Name: Instrument 28 ChO1 Coefficient first Order B: 1219.640457
Date Calibrated: 3/13/2015 8:27:00 AM EDT Coefficient first Order C: 0.000000
Processing Method: GC28F_LLCC 031215 Coefficient first Order D: 0.000000
Fit Type: Linear (1st Order) Correlation coefficient R: 0.999555
Method Report: CCurve Rpt Coeflicient of determination R*2: 0.999110
Calibration Curve
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Amount
Point Table
Peak: A1260
Name Ar;l;}gnt Response | Calc. Value | % Deviation | Manual | Ignore
1| A1260 5.00 6300 5.1 1.010 | No No
2| A1260 10.00 12795 10.4 3.757 | No No
3 [ A1260 20.00 23617 19.2 -3.754 | No No
41 A1260 50.00 59492 48.7 -2.673 | No No
5| A1260 100.00 124130 101.7 1.661 | No No
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Name: A1260-20 Coeflicient constant A: 242877912
System Name: Instrument 28 ChO1 Coefficient first Order B: 866.806974
Date Calibrated: 3/13/2015 8:27:00 AM EDT Coefficient first Order C: 0.000000
Processing Method: GC28F_LLCC 031215 Coefficient first Order D: 0.000000
Fit Type: Linear (1st Order) Correlation coefficient R: 0.999335
Method Report: CCurve Rpt Coeflicient of determination R"2: 0.998671
Calibration Curve
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Amount
Point Table
Peak: A1260-20
Name AI;];;IH Response | Calc. Value | % Deviation | Manual | Ignore
1| A1260-20 5.00 4532 4.9 -1.027 | No No
2| A1260-20 10.00 9502 10.7 6.817 | No No
3 [ A1260-20 20.00 16760 19.1 -4.723 | No No
41 A1260-20 50.00 42385 48.6 -2.764 | No No
5| A1260-20 100.00 88394 101.7 1.696 | No No

Pace Analytical Services, Inc. August 08,2015 15070436 - Page 105 of 176



Pace Analytical Services - NY Lab , 2190 Technology Drive, Schenectady, NY 12308
Phone: (518) 346-4592 Fax: (518) 381-6055
www.pacelabs.com

Name: A1260-23/24 Coeflicient constant A: -443.706874
System Name: Instrument 28 ChO1 Coefficient first Order B: 996.641196
Date Calibrated: 3/13/2015 827:00 AM EDT Coefficient first Order C: 0.000000
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